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RÉSUMÉ 
Les microscopes neurochirurgicaux ont été conçus pour détecter la fluorescence produite par des 
tissus biologiques ; de plus, la spectroscopie optique peut être utilisée pour guider une opération 
chirurgicale telle que la résection d’une tumeur du cerveau. Néanmoins, les microscopes actuels 
n’ont pas de capacité hyperspectrale, ce qui les empêche d’évaluer quantitativement les propriétés 
optiques des tissus (absorption et diffusion). Ils ne peuvent utiliser ces marqueurs pour réaliser 
une correction d’atténuation qui permettrait d’obtenir des valeurs quantifiées de fluorescence. 
Une première étape importante permettant d’évaluer précisément les propriétés d’absorption et de 
diffusion des tissus biologiques est la détermination de la forme géométrique de l’échantillon. 
Cette thèse présente un système hyperspectral intégré dans un microscope neurochirurgical 
commercial. Un tel système est capable de réaliser deux fonctions : (a) extraire le profil 3D du 
cerveau ; et, (b) détecter la signature spectrale de l’auto-fluorescence des tissus du cerveau. Ce 
sont des développements initiaux essentiels en vue de la création de nouveaux équipements qui 
permettront de quantifier la fluorescence intrinsèque des tissus durant une opération chirurgicale. 
Ceci dans le but de détecter des anomalies sans ambiguïté. 
Un système d’imagerie a été développé et consiste en un Projecteur Digitale de Lumière 
associé avec un microscope neuro chirurgical permettant à la lumière structurée d’être projetée 
sur une cavité chirurgicale. La détection est réalisée en utilisant un système hyperspectral de 
haute sensibilité qui est également couplé avec le microscope à travers un port optique libre. La 
projection de lumière structurée est utilisée pour réaliser une reconstruction 3D. Elle a été évaluée 
en utilisant une structure de la forme d’une pyramide avec plusieurs marches, ce qui permet de 
déterminer l'exactitude et la précision du système de la profilométrie. L'exactitude et la précision 
moyennes pour toutes les reconstructions de hauteurs des marches des pyramides (de 1.5 à 30 
mm) étaient respectivement de 0.3 mm et 0.6 mm. Des mesures de profilométrie à différents 
angles ont également été effectuées en tournant une plate-forme de ±15, 30 et 45. L’erreur de 
reconstruction moyenne pour tous les angles a été de 1.94 degrés (σ = 1.2 degrés). En outre, un 
fantôme optique de la forme d’un cerveau avec des propriétés optiques dans des échelles de 
valeurs physiologiques réalistes a été fabriqué. Son profil a été reconstruit avec une exactitude 
comparable au test avec des pyramides.   
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Pour la détection de la fluorescence, le même système de détection a été utilisé mais le 
Projecteur Digitale de Lumière a été remplacé par une source bleue venant d’un microscope 
chirurgical. Une technique a été développée pour récupérer la fluorescence intrinsèque des tissus 
du cerveau et la méthode a été testée in vivo durant des opérations de résection de gliome à 
l'Institut et hôpital neurologique de Montréal. La méthode comprend une calibration technique 
pour corriger les données de fluorescence hyperspectrale dans le but d’enlever la réponse 
spectrale et spatiale de l’instrument d’imagerie. Ensuite, un algorithme a été développé pour 
corriger l’effet de l’atténuation de la lumière sur les propriétés optiques du tissu en normalisant la 
fluorescence avec des images de réflectance de lumière blanche dans le but de produire des 
données d’imagerie spécialement reliées à la fluorescence émise par les molécules du tissu. Les 
données préliminaires d’un cas clinique ont permis de révéler que les tissus en bonne santé ont 
une fluorescence avec une intensité plus grande que celle des tumeurs, hypothèse qui se retrouve 
également dans la littérature. 
En conclusion, le système d’imagerie développé comme partie intégrante de cette thèse 
est capable de fournir une hauteur pixel par pixel dans la cavité chirurgicale (profil 3D) et une 
carte de l’auto-fluorescence de la surface du cerveau. 
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ABSTRACT 
Neurosurgery microscopes have been developed to detect fluorescence associated with biological 
tissue; in addition, optical spectroscopy can be used to guide surgical procedures including the 
resection of brain tumors. However, current microscopes do not have hyperspectral capabilities, 
which prevents these systems from quantitatively evaluating tissue optical properties (absorption 
and scattering) and use these values to implement an attenuation correction leading to quantified 
values of fluorescence. An important first step allowing to accurately assessing the absorption 
and scattering properties of biological tissue is the determination of the geometric shape of the 
sample. Here we present a hyperspectral system integrated onto a commercial neurosurgical 
microscope that is capable of supporting two functionalities: (a) extracting the 3D profile of the 
brain, and (b) detecting the spectral signature of brain tissue autofluorescence. These 
functionalities represent critical initial advancements towards the development of new devices 
that will be able to quantify intrinsic tissue fluorescence during surgical procedures in order to 
unambiguously detect abnormalities. 
An imaging system was developed that consists of a Digital Light Projector coupled to a 
neurosurgical microscope allowing structured light to be projected on the surgical cavity. 
Detection is achieved using a high sensitivity hyperspectral system also coupled to the 
microscope through a free optical port. The projection of structured light is used to perform a 3D 
reconstruction, which was evaluated using a phantom in the shape of a pyramid with multiple 
steps allowing determining the accuracy and precision of the profilometry system. The average 
accuracy and precision for all reconstructions of pyramid step heights (from 1.5 to 30 mm) was 
0.3 mm and 0.6 mm, respectively. Profilometry measurements at different angles were also 
acquired by rotating a platform by ±15, 30 and 45. The mean reconstruction error for all 
angles was 1.94 (STD = 1.2). Additionally, a brain-shaped phantom with optical properties 
within the range of realistic physiological values was fabricated and its profile was reconstructed 
with accuracies comparable with the pyramid step phantom. 
For fluorescence detection, the same detection system was used but the Digital Light 
Projector was replaced with the wide-field blue source from a fluorescence neurosurgical 
microscope. A technique was developed to recover intrinsic brain tissue fluorescence and the 
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method was tested in vivo during glioma resection procedures at the Montreal Neurological 
Institute and Hospital. The method includes a calibration technique to correct hyperspectral 
fluorescence data in order to remove the spectral and spatial response of the imaging instrument. 
Then, an algorithm was developed to correct for the light attenuation effect of tissue optical 
properties by normalizing the fluorescence with white light reflectance images with the objective 
to produce imaging data specifically related to fluorescence emitted by tissue molecules. 
Preliminary data from a clinical case suggested that healthy tissue has higher fluorescence 
intensity than tumor, which is in line with the literature. 
In conclusion, the imaging system developed as part of this thesis is able to provide pixel-
by-pixel heights within the surgical cavity (3D profile) and autofluorescence maps of the brain 
surface.  
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CHAPTER 1 INTRODUCTION 
1.1 Motivation 
In the United States, 70% of new cases of malignant primary brain tumors correspond to 
malignant gliomas [1]. Glioblastoma multiforme (GBM) is a type of glial tumor (grade IV) that 
constitutes 60-70% of malignant gliomas; only 3.3% of people who suffer from it survive 5 years 
and the average survival time is 1 year [1]–[3]. Meningioma is another type of tumor (WHO 
grade from I to III) that accounts for 20% of intracranial tumors [2]. 
Surgery is the most widespread treatment to treat a brain tumor [4]. The degree of tumor 
resection, for example, is an important factor for the evolution of a patient with a glioblastoma or 
meningioma [2], [5]–[11]; however, to completely remove a tumor, the boundary of the tumor 
region should be identified [4]. Nevertheless, gliomas infiltrate into healthy tissue making 
complete removal of all cancer tissue very difficult to achieve [12]. 
Neuronavigation systems are used to guide the surgeon during neurosurgery by showing 
the same brain structures that are seen in the microscope field of view (FOV) on the preoperative 
magnetic resonance (MRI) or X-ray (CT) images [13]. CT and MRI can be very useful for the 
location of a tumor and subsequent removal [14]; the drawback, however, is their lack of 
sensitivity to trace tumor boundaries, since cancer cells are often found outside the detected 
tumor margins [15]. In addition, there is an accuracy error of at least 1 cm between the recorded 
dimensions of the brain in preoperative images and its subsequent deformation due to 
craniotomy, the use of a retractor and the continuous removal of brain tissue [16]–[18]. 
Therefore, new tools are needed to assist surgeons in recognizing tumor margins in real 
time, such as fluorescence-guided surgery (FGS) [19]. Intraoperative fluorescence images can 
offer high contrast between healthy and cancerous tissue, as well as being safe for the patient 
since imaging is done using non-ionizing radiation [20], [21]. In addition, accurate delineation of 
the tumor can help avoid damage to healthy tissue, nerves and blood vessels [19]. 
Several fiber optic probes have been built for the intraoperative detection of fluorescence 
and to provide a means to estimate fluorophore concentrations [22], [23]. However, using a probe 
changes the surgical workflow, i.e., there is disruption in the procedure. Besides, probes 
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interrogate the tissue of interest at a single point, being unable to assess the entire resection 
cavity. Therefore, a wide-field imaging system integrated to a surgical microscope was presented 
by Valdes et al. [24]. This system takes spectral images of protoporphyrin IX (PpIX) 
fluorescence that results from the administration of exogenous 5-aminolevulinic acid (5-ALA).  
However, even if PpIX has received increasing attention over the last decade after 
demonstrating preferential expression in high-grade gliomas following 5-ALA injection [5], 
[25]–[29], its use had not been approved in Canada at the time the research reported in this thesis 
was conducted. For that reason, as part of this PhD project, an imaging device, software and 
image analysis algorithms were developed to guide the resection of tumors during neurosurgeries 
through the detection of tissue autofluorescence that does not require administration of 
exogenous fluorescent chemical compounds. This choice, rather than putting the emphasis on 
PpIX detection, was not only done to ensure in-human testing of the new techniques in the thesis 
time-frame but also because tissue autofluorescence presents certain advantages in terms of 
practicality and eventual clinical use since it avoids potential problems related with regular 
approval of a drug in conjunction with a medical device. 
The system presented in this thesis images tissue in the visible part of the electromagnetic 
spectrum and does so by acquiring spectroscopic data, more specifically hyperspectral datasets. 
This means the system is capable of creating a spectral cube of images (spatial and spectral 
dimensions) of the brain taken over several separate wavelength ranges, in order to capture the 
autofluorescence signature of brain tissue. The system design was done to ensure adaptation to 
one of multiple stereovision ports of a commercial clinical neurosurgical microscope also 
allowing the development of hardware and software for 3D reconstructions of the brain cavity. 
Although the fluorescence and 3D surface information were not used together as part of this 
thesis, their combination is essential for the quantification of fluorescence based on hyperspectral 
data because surface curvature is one of the factors that affect how light reflects off of biological 
tissue [30]. Approaches to use the 3D surface profile to correct the fluorescence intensity map of 
the tissue surface were developed elsewhere [22], [30] and are the subject of other projects in the 
Laboratory of Radiological Optics (LRO). 
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In summary, although the methods developed in the context of this project are applicable to 
other medical applications, the scope of this project is limited to do 3D reconstructions and to 
detect fluorescence through a microscope for neurosurgery. 
1.2 Objectives and summary of technology developments 
The main objective of this project is to develop a spectroscopic imaging system that allows 
generating the 3D shape of the cerebral cavity during surgery and to detect tissue 
autofluorescence through a neurosurgical microscope with minimal alteration to the standard 
surgical procedure for brain tumor resection. The system is versatile and it can be connected to 
one of the free stereovision ports of at least two different Carl Zeiss microscopes: the OPMI 
Pentero 900 used during neurosurgeries at the Montreal Neurological Institute and Hospital 
(Neuro) and the NC-4 model used for laboratory tests at the LRO, where most of the 
experimental work is carried out. 
The different components of the system are fully controlled by a computer using a custom 
user interface. The interface allows the user to manipulate different image acquisition parameters 
and to control the projection of structured light (patterns of light specified by the user) onto the 
tissue, in addition to the visualization and registration of the images. Optical and mechanical 
design software is used to model every hardware component in order to build the system in the 
most optimal way. 
Next, each mechanical and optical component are purchased, assembled and characterized 
to perform laboratory tests on tissue-simulating phantoms specially designed to quantify system 
performance in preparation for eventual clinical use. Then, the system is used for in vivo imaging 
of brain cancer in human patients at the Neuro. Finally, algorithms for spectral-spatial calibration 
of hyperspectral data and subsequent image analysis are developed to perform 3D reconstructions 
of tissue surface and recover autofluorescence. 
1.3 Overview of thesis 
This thesis reports on the work carried out as part of a PhD in Biomedical Engineering at the 
Laboratory of Radiological Optics at Polytechnique Montreal, under the direction of Professor 
Frederic Leblond (Department of Engineering Physics). 
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Following this introductory chapter, chapter 2 includes a review of literature presenting 
the main theoretical concepts necessary to understand the project. This includes a description of 
basic principles behind surface profilometry and a presentation of different profilometry methods 
with advantages and disadvantages. A review is provided relating to the use of profilometry in 
medical applications. For autofluorescence, the basic principles are presented together with an 
introduction to light propagation in tissue and a description of exogenous and endogenous 
fluorescence in clinical applications. Then, an overview is given of the current technologies for 
fluorescence-guided surgery, along with the key elements that fluorescence imaging systems 
require to detect fluorescence in the operating room. 
The system design is presented in chapter 3. The technical characteristics of the optical 
and mechanical design of the new imaging system are described here, followed by the 
explanation of how the image acquisition software was programmed. 
Chapter 4 explains the algorithms implemented to perform profilometry as well as each 
experiment that was planned to test the ability of the instrument to create three-dimensional 
images of structures through the neurosurgical microscope. The results for each profilometry 
experiment are also set out in this chapter. 
Next, chapter 5 describes in detail each of the experiments carried out and the image 
analysis algorithms that were developed and tested to detect autofluorescence through the 
neurosurgical microscope. In addition, lab and clinical results are presented, the latter obtained 
during brain cancer surgeries. 
Finally, in chapter 6 we find a critical discussion of the results obtained with the imaging 
system developed during this PhD. To conclude, this chapter presents the limitations of the 
system, possible improvements and future applications. 
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CHAPTER 2  REVIEW OF LITERATURE 
2.1 Profilometry 
2.1.1 Basic principles 
3D reconstruction is the process of creating the 3D shape of an object. This process can be 
divided into two categories depending on the nature of the information used to retrieve heights 
pixel-by-pixel: (a) passive and (b) active methods [31]. 
Stereovision is considered a passive method, because in order to create three-dimensional 
images, it only needs 2D images taken by two cameras (stereo pair) placed at different 
viewpoints [32], [33]. 3D information is obtained from the difference or disparity (measure of the 
displacement of a point of interest) between the pair of images [34].  
On the other hand, active methods are based on the projection of structured light (usually 
fringe patterns) onto a surface [31]. The fringe pattern will be deformed by the geometry of the 
object when it is seen from an angle that is different than that associated with the line-of-sight 
between the light source and the surface. The information pertaining to the shape of the object 
can be retrieved from the distorted light pattern [35]. 
2.1.2 Profilometry techniques 
2.1.2.1 Passive methods: the two camera case 
To perform a 3D reconstruction of an object using the passive method, one needs to first identify 
pixels with similar characteristics in two images of the same object acquired from cameras seeing 
the object from different angles. This process is called image matching [32], [36]. To simplify 
this task, a rectification method is applied. Rectification is the repositioning of stereo images in 
the same image plane, parallel to a baseline, as shown in Figure 2-1. The figure also shows that a 
baseline is the distance between the optical centers (point of intersection of light rays to form an 
image) of the two cameras [37]. This facilitates image matching because now the images have a 
common image plane [32] and pixel-to-pixel matching is done in just one dimension [38] given 
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that both pixels have, at this point, the same vertical (y-axis) location, as it is also shown in 
Figure 2-1. 
 
Figure 2-1: In the rectification process, there is a rearrangement in position to place the two 
images on the same image plane that is parallel to the baseline [39]. 
 
3D reconstruction can be carried out by the triangulation method once rectification of the stereo 
pair and image matching have been done [32], [40]. As shown in Figure 2-2, to implement the 
triangulation technique, suppose that two images are captured by two cameras (CL and CR) with 
optical centers parallel to each other. The two cameras have the same focal length (f) that 
corresponds to the distance from the camera lens to the focus point on the camera sensor; and the 
two cameras are separated from each other by a baseline (b, distance between the two cameras). 
The two pixels (pL and pR) of the cameras that capture the same 3D point of an object (P) are 
aligned with each other; this means that same pixel rows in the two stereo images capture the 
same object details. Taking into account that each pixel has coordinates x (xL and xR) on a camera 
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sensor, and that the object is located at a horizontal distance (X) from the left camera, one can 
calculate the depth or vertical distance (Z) from the object to the location of the cameras by 
forming similar triangles [37]. From the triangles, we obtain: 
         and         .  (2-1) 
Then, the disparity (d = xR - xL) between the two pixels is inversely proportional to depth [37]. If 
the disparity is calculated pixel-to-pixel between the two images, one can create a disparity map 
that contains information about the depth of each pixel. 
     (2-2) 
 
Figure 2-2: The triangulation principle using two cameras consists in defining the depth (Z) of a 
point (P) by forming similar triangles [37]. The change in the pixel location between the two 
images  is in inverse proportion to Z. 
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2.1.2.2 Active methods: structured light 
As mentioned before, image matching consists in finding a pixel in the two images from different 
cameras that capture the same object's surface detail. This, however, is a challenge [31] because 
based on pixel characteristics (such as texture features and intensity) one pixel can match many 
other pixels [41]. The active method uses a projector to project structured light onto a sample and 
a camera takes an image from an angle to recover 3D-depth without having to form matching 
pairs. The structured light pattern with sine-shaped intensity gradients is deformed by the 
geometry of the sample due to the angle between camera and projector. The deformation of the 
light pattern due to the shape of the object is represented by a change in the phase of the sine 
wave intensity profile. Thus, the phase of the sine wave contains information of the height of the 
object. Next, the phase is computed for each pixel using the arctangent function, and this value is 
proportional to the surface height at an individual measurement point [35]. 
2.1.2.3 Four step phase-shifting profilometry algorithm 
For this project, it was decided to implement the structured light method and a profilometry 
algorithm based on the projection of sine-wave patterns with four phase shifts instead of three. 
This method is called four step phase-shifting profilometry algorithm [138]. Even though a 3D 
image can be created from the projection of only three images, in practice more images need to 
be acquired, i.e., three more reference images on a flat reference surface [139]. The four step 
phase-shifting profilometry algorithm is less error-prone than the profilometry algorithm with 
three phase shifts since the averaging of four images instead of three helps to reduce noise in the 
3D maps [139]. As a result, with this algorithm it is not necessary to acquire, for each 
reconstruction, reference images on a flat surface. This is expected to facilitate use in an 
operating room environment where it is impractical to take reference images as it is critical not to 
interrupt the flow of the surgery and to maintain a sterile surgical field.  
To reconstruct a surface, four sinusoidal-intensity fringe patterns with relative π/2 radians 
phase shifts are projected on a surface. The resulting deformed patterns that are detected can be 
modeled with the following equations: 
    (2-3) 
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    (2-4) 
    (2-5) 
    (2-6) 
where I1, I2, I3 and I4 are the light intensities for pixel locations x and y associated with the 
different phase shifts: 0, π/2, π, -π/2. Ia is a constant term or mean intensity for the four fringe 
patterns and Ib is half of the peak-to-peak amplitude of the sinusoidal fringes of the four patterns 
with phase ϕ. The terms Ia and Ib are illustrated in Figure 2-3.  
 
Figure 2-3: Ia denotes the mean intensity value of a sine wave and Ib the peak-valley half 
intensity. The axis labeled “# pixel” corresponds to the x-axis. 
 
The simplification (obtained based on Eqs. 2-3 to 2-6) shown in Eq. (2-7) relate the phase (ϕ) at 
each pixel with the intensity of each of the four images. However, even if the phase can take any 
real value, it is limited to a 2π interval (between -π and +π) when the arctangent function is used 
to calculate it. One must then apply a phase unwrapping algorithm by means of which multiples 
of 2π are added to the phase in order to reconstruct the continuous phase that is not constrained 
between -π and +π [138]. For this project, the phase information was recovered after running a 
2D phase unwrapping function in Matlab presented by Gdeisat et al. [140].  
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    (2-7) 
In order to convert pixels detected on the camera sensor to centimeters, the size of the projected 
pattern is measured accurately with a ruler along the x-axis to obtain an individual conversion 
factor (kx). Then, knowing the total length of the illuminated region along the x-axis (Lx), it is 
possible to determine the length of each projected oscillation in centimeters (p):   
       (2-8) 
where ꙍ is an integer representing the number of fringes.  
Then, the height (h) is determined by multiplying the phase (ϕ) by the variable p and by a 
scaling factor (c) that is found with a calibration unit of known depth dimensions, like a step:  
           (2-9) 
2.1.2.4 Advantages and disadvantages of reconstruction methods 
The advantage of the structured light method over the two camera approach is that in structured 
light one of the two cameras is replaced by a projector. Therefore, it’s not necessary to create 
matching pairs like with the two camera technique. Matching pairs of images can be challenging 
and computationally demanding. However, the difficulty of structured light is interpreting the 
pattern under difficult photometric conditions, i.e., when projecting a pattern with low 
illuminating power [31]. 
Additionally, with a single structured light setup, other structured light techniques can be 
implemented, for example, modulated imaging [42] to calculate the optical properties of 
biological tissue. Indeed, it has been published that the projection of structured light with a single 
instrument serves two purposes: 3D reconstruction of tissue structures and retrieval of its optical 
properties [30]. The imaging system developed in this thesis also aims to be able to provide 
information on the tissue optical properties; such functionality will be addressed by another 
research project at the LRO. 
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2.1.3 Profilometry in clinical applications 
In the past, some profilometry systems have been developed for clinical applications, for 
example, to 3D reconstruct facial gestures to relate them with signs of diseases, such as facial 
paralysis [43]–[45]; also to capture the movement of the heart in order to have a better 
understanding of problems with heart prostheses and the functioning of heart valves [46]. 
Moreover, 3D reconstruction techniques have also been applied to 3D endoscopy to measure 
cavities in biological organs [47] and in 3D otoscopy to perform quantitative measurements of 
the inflammation of the eardrum and thus detect middle ear disorders [48].  
In addition, in the area of neurosurgery, a profilometry system has been reported in open 
spinal surgery to make an accurate registration between intraoperative images and the 
preoperative CT scan to achieve precise screw fixation for spinal fusion [49]. This system 
comprises two cameras mounted onto the stereovision port of a neurosurgical microscope. The 
same setup has been exploited to estimate brain deformation after dura opening taking as 
reference the preoperative MRI images [18]. The accuracy of this system is 2.21±0.31 mm in 
spinal surgeries [49] and 0.9–1.1 mm for the assessment of brain deformation [50]. To achieve 
3D reconstructions, this setup employs the passive method where two cameras take an image of 
the same object from two different observation points; then, the same features in the two images 
are matched. 
2.2 Tissue autofluorescence 
2.2.1 Fluorescence properties 
Luminescence is the process of emitting light when a molecule passes from a higher state of 
energy to a lower one. When a photon initiates the light emission process, this event is called 
photoluminescence.  Fluorescence and phosphorescence are both in this category [51]; in both 
processes, a molecule is excited by incident radiation from an external light source that is 
absorbed by the sample [52]. The difference between fluorescence and phosphorescence lies in 
the timescale on which the emission occurs, being in the order of nanoseconds (ns) for 
fluorescence and much longer (> seconds) for phosphorescence [51]. On the contrary, when the 
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emission of light is triggered by a chemical reaction catalyzed by an enzyme, it is called 
bioluminescence; this is a special quality of living organisms [53].  
Fluorescent molecules (fluorophores) are characterized by excitation and emission spectra 
[54]. The excitation spectrum (also called extinction coefficient) represents the relative intensity 
of light that is absorbed by the fluorophore at each wavelength (usually expressed in nanometers 
(nm) or wavenumber shifts (cm
-1
) with respect to the excitation wavelength) [55]. The unit of 
measure for the excitation spectrum at a given wavelength is cm
-1
 M
-1
, where the molarity, M, is 
the number of moles per liter of a fluorescent solution. The emission spectrum is independent of 
the excitation wavelength and represents the fluorescence intensity as a function of wavelength.  
In addition, the Stokes shift is the separation in frequency between the maximum point of the 
excitation and emission spectra of a fluorophore [54]; a small Stokes shift means that the 
excitation and emission occur at frequencies close to each other. 
Fluorescent molecules are also characterized by their quantum efficiency (between 0 and 
1), which is a measure of the relative fraction of photons absorbed by a molecule that induces 
fluorescence events instead of, e.g., being transformed into heat or reemitted as light through 
elastic or inelastic scattering [54]. Another property of fluorophores is photobleaching which is 
the irreversible process leading to conformational molecular changes rendering the molecules 
non-fluorescent after being repeatedly excited [56]. Finally, a fluorescent substance is also 
characterized by its lifetime. The lifetime of a fluorophore is the average time that the molecule 
remains in an excited state. This time scale is usually of the order of nanoseconds for both 
organic and inorganic fluorophores [54]. 
2.2.2 Light propagation in biological tissue 
A number of interactions occur when light enters and propagates through biological tissue, as the 
composition of tissue is heterogeneous with a range of different optical properties within its 
volume [57], [58]. Light can be either directly reflected from the surface of the sample or it can 
be absorbed or scattered, as illustrated in Figure 2-4. The optical properties of the tissue are 
generally described by the refraction index, the absorption and scattering coefficients [59].  
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Figure 2-4: Schematics showing different light-tissue interaction mechanisms [59]. 
 
Scattering occurs because of changes in the refractive index of tissue [58] caused by 
heterogeneities associated with varying density and size of cells, organelles as well as properties 
of the extra-cellular matrix [59], [60]. Scattering can be either elastic or inelastic. During elastic 
scattering, the scattered photons keep the same energy as that of the incident photon as observed 
in the case of Rayleigh scattering. In inelastic scattering, such as Raman scattering, the photons 
interact with the vibrational modes of the molecules resulting in a loss of energy for the reemitted 
photons [59]. At the cellular level, the most important scatterers are the subcellular organelles, 
e.g., mitochondria [61]. 
Light penetration depth in biological tissue depends on the relative amount of light being 
absorbed or diffused by the tissue. The absorption of light by the tissue depends on its molecular 
composition, i.e., on the concentration of the main tissue absorbers usually referred to as 
chromophores. In the visible spectrum (390-700 nm), the most important chromophores are blood 
(oxy- and deoxyhemoglobin) and melanin, with absorption coefficients generally decreasing as 
the wavelength increases, as shown in Figure 2-5. Ultraviolet (UV, < 390 nm) absorbers are 
mainly proteins and amino acids, and in the infrared (IR) region, water is the dominant absorber 
[62]. Water absorbs light weakly in the visible and becomes increasingly important as the 
wavelength increases in the near-infrared (NIR) region of the electromagnetic spectrum that lies 
from 700 to 1200 nm. Water absorption becomes dominant at mid-infrared wavelengths 
(maximum at 2940 nm) [63]. 
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Figure 2-5: Absorption spectrum of main chromophores in tissue along a broad range of 
wavelengths [64]. 
 
In the brain and also for most types of tissues, the most important chromophores are oxy- and 
deoxyhemoglobin [65]. Within the so-called therapeutic window (600-1300 nm), there is low 
absorption in most tissues, because hemoglobin absorption (either oxy or deoxy) decreases by 
several orders of magnitude from blue to red and into the NIR, as it is shown in Figure 2-5. The 
region where blood absorbs the least light is above 600 nm, allowing greater effective light 
penetration depth. In that region, scattering dominates over absorption and light becomes mostly 
diffuse [58]. The light absorbed by the tissue can be dissipated as heat, it can be emitted in the 
form of fluorescence or it can be of use in photochemical reactions [58]–[60], [66]. Each 
molecular process is associated with a different quantum mechanical interaction probability, with, 
e.g., selective absorption typically being several orders of magnitude more probable than 
fluorescence.   
This emission of light at the same wavelength as tissue excitation is known as diffuse 
reflectance [61]. The reflectance signal represents a weighted average of the light having traveled 
at different depths and, consequently, it is an average measurement of the tissue properties within 
a specific volume. Diffuse reflectance provides information relating with both tissue scattering 
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and absorption; and alterations in tissue morphology and functional status (size and shape, 
concentration and oxygenation status of blood) can be used as a surrogate marker to differentiate 
tissue types, e.g., normal vs. cancer tissue [67]. For example, as cancer progresses, angiogenesis 
(formation of new blood vessels [68]) and tissue hypoxia (low oxygen in tissue [69]) affect the 
concentration of oxy- and deoxyhemoglobin, which in turns affect absorption; thus, optical 
measurement of hemoglobin through diffuse reflectance images can be also used as a surrogate 
measure of, e.g., angiogenesis and hypoxia. Consequently, reflectance images can detect local 
changes of tissue absorption and scattering; whereas, when tissues are in disease states, such as 
cancer, they have different biochemical composition than healthy tissues (changes in the structure 
of lipids, fatty acids, carbohydrates and proteins) and also altered metabolism levels [70], which 
results in a different fluorescence spectrum [58]. Therefore, fluorescence signals can detect 
changes in the biochemical composition of tissue [71].  
2.2.3 Endogenous and exogenous fluorescence 
In general, fluorescence techniques for the detection of brain tumors can be separated into: (a) 
intrinsic fluorescence (autofluorescence); and, (b) exogenous fluorescent agents targeting specific 
cellular processes suitable for human use, e.g., the ALA-PpIX system whereby injection of the 
ALA molecule triggers the preferential accumulation of the fluorescent molecule PpIX in some 
tumor types including glioblastoma and meningioma [72]. 
The fluorescence associated with endogenous tissue fluorophores is called 
autofluorescence [61]. In brain tissue, endogenous fluorescence is mainly due to concentrations 
of molecules that are involved in cell metabolism, e.g., reduced nicotinamide adenine 
dinucleotide (NADH) [73], lipopigments [4] and flavin adenine dinucleotide (FAD) [74]. 
Intrinsic fluorophores are generally excited in the wavelength range including blue and 
UV light where light penetration is low due to the large absorption to elastic scattering ratio. The 
wavelength at 375 nm, for instance, can be used to efficiently excite NADH and FAD due to their 
high absorption at this wavelength. In addition, the wavelength at 405 nm is useful to excite 
NADH, FAD and other sources of endogenous fluorescence in the brain including lipopigments, 
porphyrins and chlorins [4]. Despite the fact that at these excitation wavelengths autofluorescence 
only provides information for superficial tissue layers, fluorescence is generated without the 
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administration of any chemical compound, thus avoiding potential medical complications or side 
effects, and allowing researchers to by-pass the complexity associated with regulatory approvals 
for new drugs [72]. 
By measuring the autofluorescence spectrum, one can obtain the emission intensities of 
brain tissue fluorophores as well as information relating with their relative concentration 
allowing, e.g., to calculate metrics as the oxidation-reduction states, which can be useful for 
cancer detection [75].  However, an important difficulty in autofluorescence detection for in vivo 
brain tissue is the absorption associated with large concentrations of hemoglobin. Another 
challenge – when compared to using exogenous targeted markers – is that autofluorescence levels 
are typically much lower, namely up to 3-4 orders of magnitude in the case of the ALA-PpIX 
system for gliomas [51]. As a result, recovering autofluorescence signals require more sensitive 
light detection systems and typically longer integration times than with exogenous agents, 
hindering the prompt delivery of information during neurosurgery [72]. Moreover, the emission 
of light from biomolecules present in a variety of tumors still needs to be studied through 
experiments in clinical research [51], [76]. Furthermore, surprisingly, there are not enough results 
of human tissue autofluorescence [77], [78]; in contrast, autofluorescence in rats, mice, pigs and 
kidney tissue is well reported in the literature [79], [80]. 
Alternatively, fluorescence contrast to identify specific cells in vivo can also be produced 
by exogenous fluorescent molecules that are administrated to the patient. Even though exogenous 
markers are often easier to detect because they have distinctive emission peaks, a key design 
feature for exogenous fluorescent molecules that can be very challenging is their specificity to 
associate with diseased cells [65], [81].  When there is no specificity of association, the contrast 
in the image provided by a fluorophore doesn’t give useful information for identifying unhealthy 
tissue [81].  
Finally, the accuracy of fluorescence imaging systems to detect cancer can be improved 
by quantifying fluorophore concentration, and this could promote the use of these instruments for 
the early detection of cancer [51]. This process consists of correcting the attenuation of the 
fluorescence signal by the different layers of tissue, the effect of light scattering and the 
absorption of blood to make the signal specific to concentration of fluorescent markers. Within 
this context, since the autofluorescence spectrum is composed of a superposition of multiple 
17 
 
 
fluorescent molecules, it is very difficult to interpret [72], and its quantification is harder than for 
exogenous fluorescent agents.  
2.2.4 5-aminolevulinic acid-induced protoporphyrin IX 
Several studies have shown that the oral or intravenous administration of 5-aminolevulenic acid 
(5-ALA) leads tumor tissue to accumulate higher levels of the fluorophore Protoporphyrin IX 
(PpIX) when compared to normal adjacent tissue [5], [82]–[85]. In addition, a multicenter Phase 
III clinical trial showed that PpIX helped to remove brain cancer more completely [5] and it has 
been demonstrated as a tool for identifying tumor boundaries [12]. However, although PpIX has 
apparently good sensitivity, its lack of tumor specificity has limited its general adoption in 
surgery, because there is evidence that PpIX also accumulates in other types of abnormal as well 
as normal tissue [25], [86], [87]. In addition, the main emission peak of PpIX occurs in the 
visible region and therefore its signal has a contribution from tissue autofluorescence [88]. Figure 
2-6 shows the excitation and emission spectra of PpIX of a sample of cancerous tissue. 
 
Figure 2-6: PpIX spectra of human glioblastoma tissue. The PpIX excitation maximum is shown 
in blue at 410 nm and the main emission peak appears in red at 635 nm with a smaller bump at 
710 nm [89]. 
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2.2.5 Fluorescence detection during neurosurgery 
The pioneers of fluorescence neurosurgery were Japanese and German neurosurgeons, exploiting 
capabilities of fluorophores such as PpIX [12], together with research laboratories that worked in 
the conception of fluorescence-guided surgery systems [88]. Fluorescence produced through 
biochemical compounds can be monitored during neurosurgeries by: (a) spectroscopic probes that 
perform single point measurements; (b) modified surgical microscopes or independent systems 
developed in research laboratories [12]. 
2.2.5.1 Neurosurgical probes to allow point-by-point autofluorescence detection 
Ideally, in neurosurgery applications it is preferable to have microscopy instruments that avoid 
directly contact with the tissue; however, probes that provide point measurements have a higher 
sensitivity to light detection since they can capture more light [90]. The depth of sampling [91], 
the volume of tissue to be analyzed [92] and the spatial resolution are determined by the design of 
the optical fiber probe [72]. To be able to quantify information, i.e., the tissue optical properties, 
some probes have been designed limiting their size to less than a scattering distance; while other 
designs take measurements at different wavelengths to eliminate the background signal from the 
tissue [93], [94]. 
Until now, perhaps, the most complete in vivo research study for the observation of 
tumors by means of autofluorescence also includes white light reflectance measurements by a 
spectroscopic probe that was used during surgery in 26 patients [95]–[97]. The procedure 
consisted in recording the background signal from the environment, followed by the acquisition 
of the emission spectrum of tissue autofluorescence with excitation at 337 nm, and the white light 
diffuse reflectance signal was also acquired along with biopsies in the region of interest for which 
histopathology analysis were performed. The analysis of the information was made post-
operatively, and the fluorescence and reflectance spectra were evaluated separately. The purpose 
of the study was to distinguish the boundaries of infiltrated tumor into healthy tissue (100% 
sensitivity; 76% specificity) and to detect also high-grade tumors (sensitivity and specificity of 
80% and 89%, respectively) and low-grade gliomas (sensitivity and specificity of 94% and 93%, 
respectively).  
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On the other hand, in [4] a probe was also employed for the interrogation of different 
types of tumors: glioblastoma, meningioma and diffuse glioma, in addition to central nervous 
system metastasis and epileptic tissue. Autofluorescence spectra were acquired in these tissues 
using excitation sources at 405 and 375 nm with the objective of calculating the ratio between the 
emission intensity of different molecules in order to know the metabolic reaction [98]–[100] and 
associate it with cancer. 
As mentioned before, the brain tissue is composed of many fluorescent molecules, 
including: NADH [101], FAD [102], porphyrins [103], [104], lipopigments, and chlorins [4]. In 
[4] and [73], the contribution of each fluorophore in the emitted signal from brain tissue was 
estimated using a least-square approach whereby detected spectra were projected on a basis 
spectra associated with the individual tissue fluorophores: 
     (2-10) 
where: 
St(λ): the whole measured spectrum 
i: fluorophore index (i = 1 to N, with N the number of fluorophores considered in the analysis) 
Si(λ): individual emission spectrum of each fluorophore 
fi: the factor weighting the relative contribution of each fluorophore 
 
Figure 2-7 (right) shows that for excitation at 405 nm, five main fluorophores can be considered 
in the autofluorescence signal of brain tissue: NADH, flavin, lipopigments, porphyrins and 
chlorins. Alternatively, for excitation at 375 nm, the two primary contributions to the 
autofluorescence spectrum of brain tissue are NADH and flavin. However, in the total spectrum, 
the emission of flavin is less than 5% the emission of NADH. Therefore, for an excitation of 375 
nm, most of the spectrum corresponds to NADH [73], as it can be seen in Figure 2.7 (left).  
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Figure 2-7: Molecules that emit fluorescence in brain tissue when they are excited at 375 nm 
(left) and 405 nm (right) [73]. 
 
When calculating the integral under the curve of the emission spectrum of NADH, FAD and 
porphyrins, two different ratios can be obtained [98], [104]: (a) the reduction-oxidation (redox)  
ratio (ROx), and (b) the optical index ratio (OIR). The ROx can be calculated considering the 
fluorescence emission of FAD and NADH [4], [105]: 
     (2-11) 
where:  
IFAD: the area under the curve of FAD emission 
INADH: the area under the curve of NADH emission 
 
The OIR can be obtained with the emission of NADH and porphyrins [4]: 
         (2-12) 
where:  
IPor: integral under the porphyrin emission 
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As part of the results published by Poulon et al. in [4], healthy tissue (control) has significantly 
higher fluorescence intensity than tumor at excitation wavelengths of 375 and 405 nm (Figure 2-
8). This can be explained due to a lower absorption in healthy tissue (tumors have greater 
vascularization than normal tissue) which consequently results in an apparently more intense 
fluorescence [106]. Moreover, in the same study Poulon et al. [4] reported that healthy tissue had 
higher ROx when compared to tumor tissue (p < 0.001). Finally, the OIR also showed a marked 
difference between tumor and healthy tissue (p < 0.001).  
 
Figure 2-8: Fluorescence of different types of tumor and of control tissue (epileptic) with 
excitation at 375 nm and 405 nm [4]. 
 
In addition, the redox state of some coenzymes such as NADH and FAD makes them emitting 
different fluorescence intensities [100]. This value is influenced by the cell metabolism and the 
supply of oxygen to the cells [107]–[109]. The ROx changes inversely with changes in the 
metabolic rate, which means that as the ROx decreases the metabolic rate increases [99]. This can 
be useful to analyze if there is a significant alteration in the metabolism of tumor regions [110], 
[111]. Previously, it has been published that such differences in metabolism rates exist in normal 
and cancerous tissue [104] since tumors cause a reduction of collagen in tissue to expand through 
infiltration and metastasis [112]. Indeed, the calculation of ROx has helped before to differentiate 
healthy tissue from cancer [111], [113]–[115]. 
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Furthermore, in the past, some studies have also reported a porphyrin accumulation in 
tissue of mice with renal cancer [103], [116] and in humans with oral [117] and bladder cancer 
[104]. In addition to the increased levels of porphyrins in cancer, it was found that the OIR  
(NADH/porphyrins) also provides a statistically significant difference between healthy and 
cancerous bladder tissue [104], [118]. 
2.2.5.2 Modified surgical microscopes in fluorescence imaging 
Contrary to single-point probes, fluorescence imaging systems can show spectral information 
pixel-by-pixel across a large field of view to identify the extent of the tumor [119]. Surgical 
microscopes currently available on the market are adapted to detect fluorescence by adding 
optical filters allowing surgeons to alternate between a white light mode – for the visualization of 
tissue structure – and fluorescence imaging following tissue excitation around a wavelength 
selected based on the excitation spectrum of the fluorophore of interest [88]. 
With the advent of ALA-PpIX as an effective contrast mechanism for high-grade glioma, 
the research group of Stummer et al. [120] used a surgical microscope that had a white xenon 
lamp from which blue light in the range 375-440 nm was filtered to excite PpIX during tumor 
resection procedures. By adding a longpass filter at 455 nm in the detection path, they were able 
to visualize the fluorescence of PpIX (emission at > 635 nm). Later, Leica also commercialized a 
microscope for the Phase III clinical trials of this research group; and now there are similar 
versions of this microscope on the market built not only by Leica, but also by Zeiss [72]. 
In the past, other hyperspectral systems have been made that can be connected directly to 
one of the side ports of a neurosurgical microscope [119], [121]. Reference [119] reported a 
hyperspectral imaging system that includes a LCTF (Liquid Crystal Tunable Filter) and a CCD 
(charge-coupled device) camera coupled to a Leica Wild Heerbrugg M690 neuromicroscope. In 
that system, fluorescence excitation was at 340 nm and diffuse reflectance illumination was 
provided by a xenon lamp with customized excitation optics placed at the microscope head. 
Fluorescence and white light reflectance emissions were recorded from 400 to 720 nm. An 
empirical algorithm was developed to distinguish between normal and tumor tissues. The formula 
considered that diffuse reflectance varies inversely with hemoglobin absorption, thus the 
maximum diffuse reflectance intensity is around 700 nm. The wavelength at which there is the 
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maximum emitted fluorescence intensity from the tissue is next identified on the emission 
spectrum, and finally the ratio of fluorescence and diffuse reflectance at those specific 
wavelengths provided a threshold value to identify tumor tissue. 
On the other hand, new imaging systems must have the ability to quantify fluorescence in 
situ. The concentration of a fluorophore within the tissue can vary widely by several orders of 
magnitude depending on how it is distributed and how it is associated with different biomarkers 
of disease. Quantification of fluorophore concentrations helps to compare information between 
different research centers and to track results on the evolution of a patient over time and also 
within groups of patients [88]. 
A PpIX fluorescence quantification system integrated to a surgical microscope was 
presented by Valdes et al. [24]. This system acquires spectral images of the fluorescence 
emission (600-720 nm) and white light reflectance (450-720 nm) to produce pixel-by-pixel 
quantitative fluorescence images using a LCTF and a CMOS (complementary metal-oxide 
semiconductor) camera attached to the side port of a Zeiss OPMI neurosurgical microscope. The 
microscope is equipped with a blue source (400-410 nm) and a broadband xenon lamp [122]. In 
order to quantify PpIX fluorescence, the system employs an empirical algorithm that takes into 
account the wavelengths at which tissue would absorb more light (excitation wavelengths) and 
wavelengths at which it is expected that light scattering affects more the fluorescence signal 
(emission wavelengths). The raw fluorescence signal is then divided by the multiplication of 
absorption and scattering factors contained in the white light reflectance signal. 
2.2.6 Instrumentation of a fluorescence imaging system 
The basic components of a fluorescence imaging system are: (a) an excitation source adapted to 
excite the fluorophores of interest; (b) suitable lenses and filters for light detection; and (c) a 
camera. Each of these components is now described along with specific requirements for 
fluorescence imaging: 
(a) Excitation light source 
To choose an excitation source, one must consider mainly the spectral bandwidth, the solid angle 
of the beam and the output efficiency. Among the possible excitation source technologies we 
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find: (a) gas lamps with a wide bandwidth filtered for specific wavelengths; (b) lasers; and, (c) 
light-emitting diodes (LEDs). To choose an excitation source it is important: (i) to be able to 
block the excitation light source from reaching the camera sensor, (ii) that the illumination covers 
the required field of view (FOV) with sufficient intensity, (iii) the possibility to integrate it onto 
the microscope, and (iv) the cost [88]. 
Among the illumination sources, the lamps have the lowest efficiency, the widest spectral 
bandwidth and the largest solid angle. A large part of the photons emitted by the lamps are 
blocked by the excitation filter and this can cause great heat dissipation. Therefore, they are not 
recommended for fluorescence. Nevertheless, surgical microscopes use these types of excitation 
sources [88]. 
The narrow spectral bandwidth of a laser makes it easier to filter the excitation light. New 
versions of high-power laser diodes can be useful to excite a fluorophore at very low 
concentration; however, the light exposure limits for skin and eyes must be verified and this can 
complicates regulatory approval for fluorescence systems. In addition, to increase the 
illumination area of a laser diode to cover the required FOV, it is necessary to use beam 
expanders. The temperature at which laser diodes operate must also be regulated and its current 
should be controlled in order to fix the output power and the shape of the spectrum; this requires 
additional hardware, which must be placed far away from the patient because of potential safety 
issues relating with electrical hazard [88]. 
Among the technical characteristics of LEDs, we find: high output power, high efficiency and 
low cost. It is becoming easier to produce high-power LEDs as demand increases on the 
consumer market. However, when illuminating with LEDs, it may be difficult to achieve 
illumination uniformity; though it is possible to have an array of multiple LEDs to overcome this 
drawback. On the other hand, one of the disadvantages of LEDs is that when fluorophores exhibit 
small Stokes shifts, it can happen that the excitation light is transmitted through the emission 
filter. In this case, it is advisable to use an excitation filter to limit the output of the light source. 
Finally, in the future, it is expected that there will be a growth in the use of LEDs for 
fluorescence imaging systems [88]. 
(b) Optical components for capturing fluorescence light 
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Among the technical characteristics for detection lenses (objective) in a fluorescence system we 
find: the size of the FOV, the depth of field, the f-number and the working distance [88]. The 
optical design of a system must be achieved by considering all these factors and ensuring they are 
adapted to the targeted clinical application.  
 It is also necessary to carefully select the emission filters that are integrated into the 
system to – as much as possible – block light that is not specific to the fluorescent molecules. To 
select a filter, one has to consider the excitation source spectrum, the ambient light and the Stokes 
shift of the fluorophore. When a fluorophore has absorption and emission spectra that are widely 
separated, such as PpIX, the selection of an emission filter is easier than when the absorption and 
emission spectra are very close to each other. Emission filters can be either longpass, bandpass or 
notch filters. The excitation light that passes through the emission filter (bleed-through), either 
because it leaks through the rejection band or because it has a large incidence angle, determines 
the noise floor of an apparatus and in consequence will affect its sensitivity to detect the 
fluorescent molecules of interest [88]. 
(c) Camera sensor 
The dynamic range of a camera, its read-out-noise, its spatial resolution and gain are technical 
characteristics that establish its utility and optimal adaptation to a specific clinical application. A 
bit depth of at least 10-bit facilitates the quantification of a signal by capturing a signal that varies 
in concentrations by at least 2-3 orders of magnitude as long as there is relatively low background 
(dark) counts. CCD cameras are widely used as fluorescence detectors; when working at low 
temperatures, they can have low read-out noise; generally, they have high resolution and they can 
be found in 16-bit versions. Some cameras with more sensitivity are the electron multiplying 
charge-coupled device (EMCCD) and the intensified-CCD (ICCD). These can be very useful 
when the signal intensity is very low because of analog gains of more than 1000X, but the quality 
of the signal is easily degraded at high noise levels [88]. 
2.2.7 Required characteristics of a intraoperative fluorescence imaging system  
One of the principal objectives of an intraoperative fluorescence imaging system is to capture low 
fluorescence signals. However, the light sensitivity of such a system is not the only factor 
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determining its utility in the operating room. Other characteristics to consider for practicality and 
ease of integration into the surgical workflow are: (a) ability to provide real-time overlay of 
fluorescence images (molecular information) and reflectance images (structural information); (b) 
in situ fluorophore quantification, i.e., displaying fluorescence in a manner that provides 
information that specifically relates to the concentration of fluorescent molecules; (c) ergonomy 
and data acquisition/processing speed for minimal disruption of the procedural workflow, (d) 
ability to operate under normal ambient light conditions through, e.g., the development of optical 
components preventing ambient light to reach the detectors or data processing tools that are 
decoupling fluorescence signal from ambient room lighting [88]. The above-mentioned features 
have been incorporated into the design of the intraoperative fluorescence imaging system 
developed in this thesis, and the development of each one of them will be discussed in section 
5.1. 
 Operating room lights can become a problem when working with low concentrations of 
fluorophores; at this point, the dynamic range of the camera might be completely used up by 
background light, thus preventing the acquisition of a fluorescence signal component with 
sufficient levels of signal to noise ratio. Figure 2-9 shows a graph of the most common light 
sources in the operating room, such as tungsten and halogen lamps, fluorescent lights and LEDs. 
Halogen and tungsten lamps radiate substantial light in the range of 600 to 850 nm and can easily 
contribute to the detected fluorescence signal if working in the red or NIR region. The use of 
these lamps in the operating rooms has been decreasing recently, which is good for the use of 
fluorescence systems. Even ambient light at normal levels in the operating room affects the signal 
if the detected fluorescence is in the visible range, from 500 to 750 nm. In this case it is necessary 
to implement methods to suppress the background [88]. 
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Figure 2-9: Typical light sources found in operating rooms: tungsten and halogen lamps, LEDs 
and fluorescent lights [88]. 
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CHAPTER 3 SYSTEM DESIGN 
An objective of this project was to design and build a hyperspectral imaging system that is 
seamlessly integrated to a neurosurgical microscope and that can be used to detect diffuse 
reflectance and intrinsic fluorescence tissue spectra over macroscopic scales (field of view > 1 
cm and spatial resolution ~200 microns) as well as to acquire data that can be used to produce 3D 
brain surface reconstructions. 
The flowchart in Figure 3-1 shows the organization of the project, which not only includes 
the development of the optical hardware but also the development of data calibration and 
processing techniques. Briefly, the main development steps realised in this thesis include:  
(a) Designing and fabricating the necessary hardware components to project structured light 
patterns and obtain hyperspectral images through a neurosurgical microscope;  
(b) Ensuring an effective user-friendly interface for automated data acquisition and 
calibration;  
(c) Developing data processing techniques leading to 3D surface reconstructions of the brain 
cavity and detection of the autofluorescence signature of brain tissue. 
 
Figure 3-1: Chart presenting the different components and functions of the system that were 
developed as part of this PhD thesis. 
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3.1 Description of system components and overall functionalities 
The human brain has the ability to perceive depth of objects as a result of the fusion of twin 
images of the same object seen by each eye. Each eye views the same object from a slightly 
different observation angle; this is called stereoscopic vision. Neurosurgery stereomicroscopes 
use this principle to provide depth perception to the surgeon. The images transmitted by the two 
eyepieces (left and right) are perceived from a viewpoint apart from each other by around 7 
degrees [123]. On a neurosurgical microscope there are several (typically up to 5) optical ports, 
two of which are used during a procedure by the surgeon and sometimes an assistant. In this 
project, optical components were connected to free optical ports in order to provide new 
functionalities to the microscope.   
Since each channel (optical port) of the surgical microscope operates as an independent 
optical path, the 3D profilometry functionality was developed by connecting the Digital Light 
Projector (DLP, Digital Light Innovations, TX, USA), and the fiberoptic bundle (Schott, Mainz, 
Germany) shown in Figure 3-2 to the right and left microscope oculars (eyepieces) of an optical 
port by means of custom optical adapters. 
 
Figure 3-2: Two different side views of the optical system developed to perform 3D 
reconstruction of the brain surface through a neurosurgical microscope: a Digital Light Projector 
is coupled to a microscope ocular by means of an optical adapter and an imaging fiber optic 
bundle is connected to a different microscope ocular using a custom-made optical adapter. 
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The imaging bundle is to a certain extent flexible and can transfer an image from its distal end 
(microscope head) to its proximal end (a camera detection system), located up to several meters 
away. Specifically, the bundle is attached to a microscope ocular and it is made to travel all along 
the microscope arm up to the detection sub-assembly composed of a Liquid Crystal Tunable 
Filter (VariSpec LCTF, PerkinElmer, MA, United States) and a high sensitivity camera. The 
tunable filter can collect images at selected wavelengths in the range of 400-720 nm by means of 
bandpass filters with a full width at half maximum (FWHM) of 7 nm [124]. The LCTF is 
connected to the camera positioned outside of the sterile surgical field (Figure 3-3) and it is 
programmed to transmit specific spectral bands to the camera. 
 
Figure 3-3: Imaging system used during a neurosurgical procedure. The LCTF is connected to a 
camera. The camera system is located at the proximal end of the bundle outside of the sterile 
surgical field. 
 
In this thesis the system is used to provide the microscope with two new functionalities, namely: 
(a) 3D reconstruction of the brain surface, (b) detection of tissue autofluorescence. The tasks 
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listed below were carried out during this PhD towards the development and implementation of 
those two functions. 
Functionality 1: Phase-shifting profilometry 
(a) A new system was built to project light patterns of any shape and to acquire reflectance 
images through the surgical microscope using a highly sensitive camera that was 
connected to a neurosurgical microscope together with a coherent imaging bundle. 
(b) A detailed study was conducted to optimize the optical coupling of the projection system 
with the microscope to maximize the light power density delivered to a sample within the 
microscope field of view. 
(c) Data acquisition software was developed for automatic synchronization of structured light 
projection and image acquisition through the LCTF and the camera. 
(d) An algorithm was developed to analyse structured light images and perform 3D surface 
reconstruction. 
(e) The accuracy of the profilometry technique was evaluated using phantoms of known 
heights and tilt angles, as discussed in section 4.1.1. 
(f) The depth accuracy of the technique was compared when using single mode vs. 
multimode lasers as illumination sources for the projector in an effort to improve depth 
accuracy. 
Functionality 2: In vivo measurement of tissue autofluorescence 
Functionality 1 (profilometry) was tested ex vivo on tissue phantoms (materials used to simulate 
how light propagates in tissue) and this was not brought in the operating room in the scope of 
human studies. As a result, the corresponding system was developed only to fit the surgical 
microscope at the Polytechnique Laboratory of Radiological Optics (LRO). However, since 
functionality 2 (fluorescence) was tested in vivo during procedures at the Montreal Neurological 
Institute and Hospital (Neuro), new custom adapters were developed to fit with the neurosurgical 
microscope there.     
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(a) Modifications were made to adapt the LCTF/camera system to the Zeiss Pentero 
microscope at the Neuro where in vivo tests in human are conducted. 
(b) A calibration method was developed to correct hyperspectral data (reflectance and 
fluorescence) in order to remove the spectral and spatial response of the instrument.  
(c) An algorithm was developed to correct for the attenuation effects of tissue optical 
properties (absorption and scattering) by normalizing the fluorescence with white light 
reflectance images in order to produce imaging data specifically related to fluorescence 
by tissue molecules. 
(d) Several modifications in the positioning of the imaging system onto the microscope were 
made to ensure the surgical microscope auto-balancing procedure can be done with no 
disruption. This procedure is critical to the surgical workflow since adding pieces of 
equipment onto the microscope head (e.g., oculars for the assistant surgeon) will modify 
its weight potentially bringing it off-balance. Auto-balancing is essentially achieved using 
a tool that detects and analyzes the load onto the microscope and executes a procedure to 
balance it. This allows the surgeon to apply minimal force while moving the microscope. 
For that reason, all the parts of the imaging system were set up in a way for the 
microscope to remain balanced even though additional equipment was placed on it. 
(e) A clinical protocol (explained in section 5.1.2 below) was prepared and subsequently 
approved by the ethics committee at the Neuro.  
(f) A preliminary clinical evaluation of the system during tumor resection surgeries was 
conducted at the Neuro in five patients. 
The overall system for phase-shifting profilometry is presented in Figure 3-4, while the 
system for autofluorescence detection is shown in Figure 3-5. In general, both systems include a 
stereoscopic neurological microscope (Zeiss OPMI Pentero 900 at the Neuro and Zeiss NC-4 at 
the LRO, Carl Zeiss, Oberkochen, Germany) connected through a coherent imaging bundle with 
an LCTF and a highly sensitive camera to detect wide-field images of the surgical cavity. There 
are two main differences in the optical design between functionalities 1 and 2. For profilometry, a 
Digital Light Projector coupled with a single mode laser at 638 nm was added allowing to project 
linear patterns of varying spatial frequencies and phases on the surgical field. For fluorescence, 
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the internal blue source already integrated by the company Zeiss into the OPMI Pentero 900 
surgical microscope (optical power of 8 mW/cm
2
 and wavelength range of 400-410 nm [122]) 
was used to excite tissue fluorescence. This microscope was developed with an imaging mode 
allowing intraoperative PpIX fluorescence imaging [12]. The spectrum of the blue source (Figure 
3-6A) was measured with a spectrometer (Ocean Optics Maya200Pro, FL, USA) in order to 
select appropriate filters to cut-off excitation light bleed-through during intraoperative 
fluorescence measurements (details about the filters are found in section 5.1.1.1 below). The light 
source spectrum is presented in Figure 3-6B on a logarithmic scale to illustrate the importance of 
including a longpass filter on the detection end in order to minimize bleed-through. This is 
because filtered bleed-through from the excitation source – if not managed appropriately – can be 
orders of magnitude higher when compared to anticipated tissue autofluorescence signals. 
 
Figure 3-4: Functionality 1: Imaging system design for 3D surface reconstruction of the brain by 
connecting a DLP and a fiber optic bundle to the stereovision port of the neurosurgical 
microscope. The projector utilizes a laser source at 638 nm to project structured light onto the 
interrogated surface. 
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Figure 3-5: Functionality 2: Imaging system design for autofluorescence brain imaging. A 
coherent bundle transmits images to a LCTF and a high sensitivity camera leading to the 
acquisition of hyperspectral images. The internal microscope blue light acts as the excitation 
source for tissue autofluorescence. 
 
 
Figure 3-6: (A) Spectrum of the microscope blue source used to excite tissue autofluorescence. 
(B) The logarithmic plot of the spectrum in (A). 
 
Next, each component of the hyperspectral system is described in detail. 
(a) Stereoscopic microscopes 
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In order to have the flexibility to run preliminary tests at the LRO and use the imaging system in 
clinical trials at the Neuro, the setup was built to be compatible with two stereoscopic 
neurosurgical microscopes: the NC-4 at the LRO and the Zeiss OPMI Pentero 900 at the Neuro.  
The imaging system is connected to the surgeon’s eyepieces. No other microscope free 
viewing ports could be used because of the occurrence of back reflections. In a microscope, each 
optical element has a protective layer to reduce the internal reflections of light and improve light 
transmission through the system [125]. However, in this project, an image is projected through 
the right eyepiece to illuminate a tissue sample in the microscope field of view (FOV) and an 
image of the tissue is captured by a fiber bundle that is positioned onto the left eyepiece. 
However, the anti-reflection film impedes the reflection of light to a lesser or greater extent in 
each optical port of the microscope. In the case of the surgical microscopes that were used for 
this project, the anti-reflection coating is more efficient on the surgeon's eyepieces; and when 
light is projected through the right eyepiece, it is completely attenuated at the left eyepiece. That, 
however, does not occur in other optical ports of the microscope and the light of the projector is 
reflected in each one of them, making it impossible for a camera to capture a neat image of the 
tissue in the FOV, because the image would inevitably show the internal reflection of the 
projector. 
(b) Fiber optic bundle 
The imaging bundle (shown in Figure 3-7) has a length of 2.7 meters and a numerical aperture 
(NA) = 0.63; it effects 72% light loss between its input and output ends. The sensor has a 
rectangular format of 8 mm x 10 mm and it is composed of fiber arrays where the size of a single 
fiber is 10 µm [126]. Thus, the sensor contains 800 x 1000 fibers.  
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Figure 3-7: Imaging bundle with length of 2.7 m and a sensor format of 800 x 1000 fibers, where 
each fiber measures 10 µm [126]. 
 
(c) Liquid crystal tunable filter (LCTF) 
The Varispec filter applies liquid crystal elements that are electronically controlled to select the 
wavelength of interest without moving pieces. The response time of the filter (to change from one 
wavelength to another) is 50 ms. The VIS (visible) model used in this project is sensitive within 
the wavelength range from 400 to 720 nm; and it has a bandwidth of 7 nm. The percentage of 
transmitted light varies between different wavelengths with higher sensitivity towards the NIR 
region (Figure 3-8). Light passing through the filter needs to be highly collimated otherwise the 
transmission characteristics shown in the figure can be significantly degraded. 
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Figure 3-8: Light transmission of the LCTF per wavelength. Image taken from technical 
documentation of the LCTF (VariSpec). 
 
(d) EMCCD camera 
The EMCCD camera (Nuvu Cameras, QC, Canada) provides a spectral detection range from 250 
to 1100 nm. The maximum gain is 5000, which refers to the maximum amount of signal 
amplification provided by the camera (an increment of 5000 in the magnitude of the recorded 
signal). Further technical characteristics of this camera are summarized in Table A-1 of Appendix 
A. 
(e) Projector 
A Digital Micromirror Device chip (DMD, Texas Instruments Inc., TX, USA) forms an image 
inside the DLP projector. Spatial amplitude and phase modulation of the image projected onto the 
sample are controlled by the DMD. The chip consists of a matrix of movable micromirrors 
mounted on a CMOS memory as shown in Figure 3-9. The data loaded into the memory spatially 
controls the ‘on’ and ‘off’ states of each mirror with a ‘1’ or a ‘0’. The ‘1’ and ‘0’ values are 
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associated with the tilt angle of each mirror: +12 degrees represents an ‘on’ mirror and -12 
degrees, an ‘off’ mirror, as seen in Figure 3-10. The reflected light of the ‘on’ mirrors passes 
through a sequence of lenses to project the image. The gray level in an image is created by 
assigning a duty cycle to each mirror; that is the percentage of time the mirror is ‘on’ or ‘off’ in 
relation to the total frame time. Switching between ‘on’ and ‘off’ states is done at a very high 
speed so the changes are integrated by the observer to form a grayscale image [127]. 
 
Figure 3-9: The DMD chip (right) is formed by a micromirror array that is positioned on top of a 
CMOS memory (left) that controls the tilt angle of each mirror [128]. 
 
Figure 3-10: Left: micromirror in ‘on’ state tilted at +12 degrees. Right: ‘off’ micromirror at -12 
degrees [129]. 
 
(f) Light source 
The projector was connected to a fiber-coupled single spatial mode laser (Oxxius, Lannion, 
France), with a peak wavelength at 638 nm; complete technical information is presented in Table 
A-2 in Appendix A. The red color was chosen because the light transmission of the LCTF is 
higher at longer wavelengths, as it can be seen in Figure 3-8. Additionally, the micromirror array 
of the DLP should be illuminated by a collimated beam of light with the aim of forming an image 
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with uniform illumination and also to afford maximum light transmission from the micromirror 
array to the rest of the optical components in the projector and then to the microscope. However, 
before the beam illuminates the micromirrors, it goes from the fiber output of the laser through 
different optical components within the projector that are made of different types of glasses. 
Light at wavelengths lower than 635 nm (red) would diverge more within the projector due to the 
larger index of refraction of glass at those lower wavelengths. This directly impacts the 
collimation of the beam that illuminates the DMD chip and, in consequence, the uniformity of the 
image coming out of the projector. Finally, the non-uniform illumination of the projected image 
would limit the accuracy of the profilometry system; and, the low apertures of the microscope 
would constrain the passage of a more divergent beam, which can cause a major loss of optical 
power through the system.  
On the other hand, a single mode laser coupled to a single mode fiber was chosen over a 
multimode model because the spatial and temporal coherence of a multimode laser create 
speckles within the illumination field. These speckles lead to uneven illumination while also 
adding ample noise to the images, thus, causing inaccuracies in the 3D reconstruction. As a 
result, coupling the projector with a single mode laser enhances reconstruction accuracy, which 
will be further explained and demonstrated in section 3.2.1.3.  
3.2 Profilometry 
3.2.1 Hardware 
As part of this thesis, two microscope adapters were built to connect the bundle and DLP 
projector to the microscope oculars. Optical designs were made to ensure that the size of the 
projected images on the interrogated surface cover a large FOV (on the order of a few 
centimeters) and the image transmitted through the fiberoptic bundle captures the same surgical 
view that the surgeon has through the microscope eyepieces.  
3.2.1.1 Adapter for image detection on the microscope ocular 
The bundle adapter (TrueTex, FL, USA) is designed to be connected to one of the microscope 
oculars and it focuses on the ocular’s image plane as it is shown in Figure 3-11. A relay lens and 
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a c-mount objective in the adapter provide a fractional magnification to reduce the image created 
in the microscope binocular to the smaller size of the Schott bundle image sensor. A design goal 
was to relay the 21 mm image circle from the binocular's focus field to an 8 mm image circle of 
the fiber optic bundle to avoid cropping the surgeon's FOV. The resulting relay magnification 
was 0.38X. The design incorporated a small lens tube to hold filters (e.g. for fluorescence 
imaging) with a diameter of 25 mm. This bundle adapter was designed for two different 
neuromicroscopes that have different types of eyepieces (Zeiss NC-4 and Zeiss OPMI Pentero 
900); hence, the adapter design has a changeable part to fit mechanically each microscope model. 
The fiber bundle can be firmly fixed to the adapter to always capture the same image orientation. 
The other end of the bundle is connected to the LCTF and the EMCCD camera through relay 
lenses consisting of a pair of 35 mm f/1.7 c-mount lenses positioned on each side of the LCTF.  
 
Figure 3-11: The bundle adapter is connected to one of the microscope oculars and it captures an 
image at the ocular’s image plane. 
 
3.2.1.2 Adapter for image projection on the microscope ocular 
For an efficient light reflection from the projector to the microscope and to have a uniform 
illumination across the entire projected image, the DMD should be uniformly illuminated by a 
collimated beam. Collimation is accomplished using a beam collimator (F220APC-633, 
Thorlabs, NJ, USA) connected to a FC single mode fiber with a core diameter of 3 µm and NA = 
.12. A 2 mm beam diameter is the result of collimation by F220APC-633, which is next 
magnified twice by two 3X expanders (GBE03, Thorlabs), resulting in a final beam diameter of 
18 mm.  In order to minimize wavefront aberrations in the beam after passing through the 
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expanders, the maximum input beam size for each GBE03 should be 9.0 mm. Before illuminating 
the DMD, the magnified circular beam coming out of the expanders is then reflected to a TIR  
prism (total internal reflection prism, Digital Light Innovations) by a silver mirror (PFR10-P01, 
Thorlabs) that is positioned at 41.2 with respect to the prism. The TIR prism relies on seven 
surfaces to transmit light and it discriminates between incident and reflected rays based on a 
critical angle of 41.2 [130]; thus, the TIR prism only transmits to the DMD all the rays that have 
an incidence angle smaller than 41.2 and it then reflects the light modulated by the DMD in an 
orthogonal direction towards the projection lenses at the output of the projector. Finally, a 
microscopy relay lens with focal length of 45 mm (45-760, Edmund Optics, NJ, USA) and a 30 
mm achromatic doublet (AC254-030-A, Thorlabs) form an image of the DMD with 
magnification of .72X at the image plane of the microscope ocular. The above-mentioned design 
is detailed in Figure 3-12. 
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Figure 3-12: Instrumentation schematics for the projector adapter. The optical components to 
illuminate the DMD with a magnified collimated beam are shown; and also the projection lenses 
to reflect the image from the DMD towards the microscope ocular. 
 
3.2.1.3 Evaluation of the illumination uniformity with a fiber-coupled single mode laser vs. a 
multimode fiber-coupled laser 
To calculate the phase of each pixel that is proportional to depth, the four step phase-shifting 
profilometry algorithm (described in section 2.1.2.3) implemented in this project assumes that the 
mean intensity value and the peak-to-peak half intensity (Ia and Ib in Eqs. 2-3 to 2-6) of the sine 
waves are constant among the four projected patterns. In practice, however, this condition is not 
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always met and the intensity uniformity across the projected sinusoidal fringe patterns can change 
significantly [131]. In consequence, the uneven illumination of the patterns makes difficult to 
achieve accuracy in 3D reconstructions. 
 Figure 3-13A, shows an example of a sine wave pattern generated in Matlab 
(MathWorks, MA, USA) that was uploaded into the projector. An intensity profile in Figure 3-
13B is traced from the pattern in Figure 3-13A to show that the grey level (intensity) value at 
each pixel along the red dashed line creates a sine wave with uniform peak-to-peak intensities.  
 
Figure 3-13: (A) Shows an example of one of the theoretical patterns that was uploaded into the 
projector. (B) The sine wave is created from gray intensity pixel values along the horizontal 
dotted red line traced on the pattern in (A). 
 
A preliminary test was done with the setup shown in Figure 3-14 to compare the spatial 
uniformity of the illumination when using a single spatial mode laser vs. a multimode source, 
both already coupled to fiber patch cables. The experimental setup consists of projecting fringe 
patterns at varying spatial frequencies (frequencies from 1 to 10 sine waves along the length of 
the projected image) and four π/2 phase shifts. Each pattern was produced by two laser sources at 
635 nm:  (a) a tunable laser coupled to a single mode fiber (Fianium white light laser coupled to a 
tunable Bragg gratings filter, Photon etc, QC, Canada), and (b) a multimode laser (Intense, NJ, 
USA) coupled to a multimode fiber of small diameter (100 µm) and low NA = .1. Then, a CCD 
camera (PCO Pixelfly, Kelheim, Germany) was positioned in front of the projection lenses to 
capture the pattern formed at the image plane. The above-mentioned single mode laser was used 
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only for the test described in this section, and it was based on the results of this test that it was 
decided to acquire a high-power single mode red laser that is currently integrated to the through-
microscope profilometry setup. 
 
Figure 3-14: Experimental setup to run a preliminary analysis for the errors associated with using 
single mode vs. multimode sources. 
 
The images projected by the single mode and multimode sources were captured on the camera 
and the mean intensity value of every column was calculated in each image to obtain column by 
column new data points to create an average sinusoidal wave. This new sinusoidal wave plots the 
spatial intensity distribution across the projected image. Figure 3-15 shows the mean signal of a 
pattern created by a single mode (Figure 3-15A) and a multimode source (Figure 3-15B); as seen 
in the figure, with a multimode source, the grayscale intensity variations across the average sine 
wave were more significant than with a single mode source. For every pair of images at a specific 
spatial frequency and phase (generated by single mode and multimode sources), the Root Mean 
Square Error (RMSE) was calculated between the new average sinusoidal wave and the 
theoretical sine wave uploaded into the projector. For every pair of patterns at defined spatial 
frequencies and phases, the RMSE resulted at least 10% smaller for the pattern created by a 
single mode source in comparison to the one of a multimode source. 
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Figure 3-15: (A) Signal created with the average intensity of each column of a sine wave pattern 
produced by a single mode source. (B) Signal formed with the mean intensity of each column of 
an image projected by a multimode source. 
 
3.2.1.4 Assessment of the imaging system etendue 
To optimize the light transmission from one section of an optical system to another, it is 
necessary to choose components with similar etendues. The etendue (E) determines the maximum 
flux of light that can pass through a system. And it could be considered, from the point of view of 
a chemist, as the entropy of a set of light rays; so it either increases or remains constant when 
light goes through different optical components such as lenses and mirrors [132], [133]. It’s a 
measure of the light dispersion in a pupil; therefore, it is a function of the emission area (A), and 
also of the maximum allowable numerical aperture (solid angle, Ω), as shown in Figure 3-16: 
      (3-1) 
 
Figure 3-16:  The etendue is determined by the emission area of a source and the solid angle of 
the light cone. For example, 100% of the light would pass from one section of the system to the 
next one if the ratio of their etendues (E2/ E1) was 1. 
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For an optical component for which the numerical aperture (NA) is known, the etendue is 
calculated as: 
   (3-2) 
Although usually not feasible, exactly matching etendues from the illumination source to the rest 
of the optical components in an apparatus is the ultimate target to achieve maximum light 
transmission. The percentage of light from the illumination source that is transmitted through the 
system corresponds to the ratio of etendues as illustrated in Figure 3-16. In terms of light power, 
this is explained with the following equation: 
     (3-3) 
where: 
Psystem: light power received by the system 
Psource: power of the source 
Esystem: effective etendue of the system that is receiving the light 
Esource: etendue of the source 
 
However, in the system presented in this thesis the single mode optical fiber acts first as the 
illumination source since the red laser light is directly transmitted from the fiber to the projector. 
Next, the DMD chip in the projector acts as the system that receives the light. However, further 
down in the light travel path, the microscope ocular also receives light from the DMD. It is at this 
point that the DMD acts as an illumination source and the microscope ocular as the receiving 
system. In Figure 3-17, two sequential steps are presented to visualize the trajectory that the light 
travels from the exit of the fiber to the entrance of the microscope ocular. 
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Figure 3-17: Schematic depiction of the light trajectory when illuminating the DMD. Left: first, 
light travels from the optical fiber to the DMD. The fiber acts as an illumination source and the 
DMD as a system that receives light for the calculation of a first etendue ratio. Right: light then 
goes from the DMD to the ocular, and a new etendue ratio should be calculated between these 
two elements. From this point forward, the DMD acts as a source and the microscope ocular as a 
system. 
 
The DMD chip of the projector has its own acceptance angle of 12 [130], which is determined 
by the tilt angle of the DMD mirrors to permit adequate separation of the cone of light that 
determine the ‘on’ state of the mirror.  It is then necessary to evaluate two different etendues, 
namely for the projector and for the microscope ocular. This means that an etendue ratio between 
the single mode fiber of the red laser and the DMD should be calculated, followed by the 
calculation of another etendue ratio between the DMD and the microscope.  
The etendue of a LED is generally larger than that of the DMD given that a LED has a 
large emission cone. For that reason, a laser was selected as the illumination source for the DMD, 
as lasers are point sources with a small area and low beam divergence. Since the etendue of the 
laser source is much smaller in comparison with the DMD it is possible to maximize the 
transmission of light to the DMD. Then, the only etendue ratio that limits the light transmission 
in the system is the one between the DMD and the microscope ocular. In summary, the DMD has 
an etendue of 12 sr*mm
2 
while the microscope ocular has an etendue of 1.74 sr*mm
2
. The latter 
was calculated considering an ocular diameter of 21 mm, and an f-number of 12.5. The division 
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of these two etendues determines a light transmission percentage of ~15% from the projector to 
the focal plane of the microscope.  
3.2.1.5 Overall light loss of the projection system through the microscope 
The light losses associated with the etendue mismatch between DMD and ocular are only one of 
multiple sources of losses. The DMD is a rectangular matrix of micromirrors with a diagonal of 
14 mm and pixel dimensions of 1024 x 768 on a 10.8 micron spacing (DLP5500 DLP 0.55 XGA 
DMD). However, the light beam that illuminates the DMD is circular (diameter = 18 mm) since it 
has the same shape as the optical fiber. To calculate the percentage of the transmitted light 
throughout the system, it’s then necessary to take into account the ratio between the DMD area 
and the beam area. In addition, the DMD is not a perfect mirror. According to its technical 
manufacturer specifications, the micromirrors have a reflective index of 88% and further losses 
are also caused by other technical characteristics of the DMD, as illustrated in Figure 3-18. To 
evaluate the maximum percentage of light transmitted from the projector to the interrogated 
surface, all transmission percentages should be multiplied. The total transmitted light from the 
output end of the fiber to the surface is then about the 2%. 
 
Figure 3-18: Sketch representing the transmission of light by every optical component in the 
projection system, indicating how much light is lost at every stage. 
3.2.2 Data acquisition software 
As mentioned, the main components required for 3D profile reconstruction are: a camera and a 
structured light projector to project sinusoidal patterns at various spatial frequencies and phases. 
In this thesis both systems were coupled to a commercial neurosurgical microscope. In this 
context, the acquisition requires a considerable amount of time especially since it involves saving 
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each projected image and the manual change of structured light patterns between acquisitions, 
which is not practical during brain surgery. For that reason, a C++ code was written by a summer 
research student (Laflèche Junior-Blanchette) under my supervision and that of another graduate 
student (Catherine St-Pierre, M.Sc.) to synchronize the projection of patterns by the DLP and the 
image acquisition with the LCTF and the EMCCD camera. Previously, this kind of acquisition 
could easily take half an hour, while now it takes less than two minutes. The tasks involved in 
automating projections and image acquisitions were: 
(a) Design a communication protocol to initialize the camera; 
(b) Program a graphical user interface to input acquisition parameters; 
(c) Program the main acquisition routine to synchronize the display of an image by the 
projector and the image acquisition by the LCTF and EMCCD camera; 
(d) Integrate the acquisitions into an automatic routine for data storage. 
The software interface shown in Figure 3-19 enables the user to select a range of spatial 
frequencies and phases for the different fringe patterns loaded into the projector and acquire 
wide-field images in a span of wavelengths with specific gain and integration time. All frames 
are automatically saved in the selected folder. There is also the option for displaying a live image 
of the interrogated surface. 
The same software also serves for acquiring autofluorescence tissue images (see section 
3.3.2) since the function to operate the LCTF is also integrated into the user interface of the 
software. 
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Figure 3-19: Interface developed to synchronize projections and image acquisitions for 
profilometry and to coordinate the LCTF with the EMCCD camera to save hyperspectral images 
for autofluorescence measurements. A live image is displayed in the right window. 
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3.3 Autofluorescence 
3.3.1 Hardware: system characterization 
To describe the performance of a spectral imaging system some parameters can be specified, i.e., 
(a) the size of the FOV, (b) the spatial resolution, (c) if there is a linear relationship between the 
intensity of the measured light and the recorded pixel intensity, and also between the latter and 
the integration time, and (d) the system response [119]. Each one of these parameters is reported 
for the system presented in this thesis.  
Next, with a focal length of 300 mm (typically used during neurosurgery) and a 
magnification factor of 1X, the FOV of the image detected by the Zeiss OPMI Pentero 
microscope and seen through the eyepieces is 132 mm x 104 mm [134]. To find out the size of 
the FOV at variable focal length and zoom settings, a calibration method has been described in 
[135]. 
  In addition, measuring the spatial resolution of a system serves to know the minimum 
characteristics of the tissue that the system can visualize and later analyze [119]. The axial 
resolution for the system presented here was calculated following the Rayleigh criterion by 
imaging a standard 1951 USAF resolution target at set microscope parameters (zoom = 1X; focal 
length = 300 mm).  The Rayleigh criterion is met for group 1-3 as shown in Figure 3-20; thus, the 
2D resolution of the system is approximately 2.5 lp/mm or 198.4 µm, which is considered 
adequate for observation of tumors on the macroscopic scale [119]. 
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Figure 3-20: The finest details that the imaging system can resolve correspond to group 1-3 of an 
USAF 1951 resolution target. 
 
On the other hand, verifying whether there is linearity between the light intensity emitted from a 
sample and the recorded pixel intensity is important in establishing a calibration curve leading to 
quantified fluorescence images. Likewise, confirming the linearity between integration times and 
pixel intensities facilitates the normalization of a signal when using different exposure times 
through simple division [119]. 
The linearity of measured intensities by a hyperspectral imaging system with the same 
optical components as the system built during this thesis (consisting of an LCTF and the EMCCD 
camera) was previously characterized as part of a separate master’s research project in the LRO 
[136], [137]. The EMCCD camera and the LCTF were connected to the OPMI Pentero surgical 
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microscope of the Neuro. Fluorescent phantoms were created with different concentrations of 
PpIX: 5μg/mL, 1μg/mL, 200ng/mL, 40ng/mL and 8ng/mL; each concentration of PpIX was used 
for nine different combinations of optical properties (μ’s = 15-25 cm
−1
 at 405 nm; μa = 20-60 
cm
−1
 at 405 nm); images were taken at different integration times: 5, 10, 20, 40, 80 ms. It was 
found that there is linearity between the pixel intensity and the integration time, and also with the 
fluorescence intensity. However, it was also reported that the imaging system registered to some 
extent different pixel intensities for some phantoms with the same PpIX concentration and 
different optical properties, due to the influence of absorption and scattering in the medium. To 
correct for this effect, an algorithm for fluorescence quantification was needed. Such algorithm 
was developed and preliminarily evaluated in the course of this thesis and it is explained in 
chapter 5. 
The main difference between the system in this thesis and the hardware settings of the 
system presented in [136], [137] is that the latter system views an image through the microscope 
side port, whereas for the system described in this thesis, the camera and LCTF detect the image 
at the image plane of the microscope eyepiece. For that reason, the linearity was verified again 
for the new system by making 100 phantoms with PpIX (concentrations in the range of .1 ng-10 
µg), intralipid (0.5-2%) as the scatterer, and blood (0.5-5%) as the absorber to mimic the same 
optical properties as in [136], [137]. As seen in Figure 3-21, it was found that the linearity of 
measured PpIX intensities is kept till ~40 ng/ml (~10
-1
 ng/ml), suggesting that this is the PpIX 
detection threshold of the new system because it is the lowest concentration that can be detected 
before losing linearity. The loss of sensitivity of the new system compared to the one presented in 
[136], [137] can be traced to the fact that the microscope eyepiece receives considerably less light 
than the side port, due to its very small aperture (f-number = 21). 
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Figure 3-21: Each dataset corresponds to optical phantoms made with a pair of values for μa and 
μ’s and a range of PpIX concentrations between .1 ng and 10 µg. The plot is linear till ~10
-1
 
ng/ml (~40 ng/ml) suggesting that this is the detection threshold of PpIX for the new system. 
 
Alternatively, as presented in [119], to determine if there is linearity between the light emitted 
from a sample and the intensity recorded in the camera's sensor, hyperspectral images with fixed 
integration times can also be taken from a Spectralon (a 99% diffuse reflectance standard) when 
it is illuminated with a lamp as the excitation source. Changes in emission intensity (light 
reflected from the surface of the Spectralon) can be manipulated by varying the excitation 
intensity using neutral density filters of different values between the excitation source and the 
standard. To analyze the linearity of the emission intensity with respect to recorded pixel 
intensities, the obtained spectra are normalized relative to the maximum intensity. Moreover, to 
determine if the pixel intensity is proportional to the integration time, different images of the 
Spectralon can be taken when being illuminated with the same output power but by varying the 
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integration time among measurements [119]. As before, data can be normalized to the highest 
intensity. 
The measurement of the system response can serve to apply a spectral correction to the 
captured signal data to retrieve the spectrum of a sample that is not affected by the spectral 
sensitivity of the instrument [119], as explained in section 5.1.1.1.  
To know the system response (H) and later correct for it, a NIST (National Institute of 
Standards and Technology) halogen calibration lamp (Newport, CA, USA) with known spectral 
output (provided by the lamp manufacturer) was placed in the FOV of the neuromicroscope. The 
signal (Iraw) acquired from the calibration lamp can be modeled as: 
    (3-4) 
 
where: 
Iraw: captured raw signal  
Ilamp: known spectrum of the lamp 
H: system response 
DK: dark count measurements obtained when the calibration lamp is off  
 λ: 550-720 nm with 4 nm steps  
 
Thus, the system response is:  
     (3-5)  
Ilamp and Iraw (once dark counts have been removed) are both normalized between 0 and 1 because 
the system response is calculated from the comparison of the intensities at each wavelength 
between the theoretical spectrum of the lamp and the spectrum of the lamp measured by the 
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system. The normalization of Ilamp and Iraw allows easy comparison between the two spectra. 
Figure 3-22 shows the system response of the imaging setup mounted onto the neuromicroscope. 
 
Figure 3-22: The system response (H) of the through-microscope imaging system obtained with a 
NIST calibration lamp. 
3.3.2 Data acquisition software 
As explained in section 3.2.2, new software was built as part of this PhD project to control the 
acquisition of hyperspectral images together with the projection of structured light at different 
spatial frequencies and phases. This software is meant to be used for data acquisition in 
autofluorescence and profilometry tests. However, only for autofluorescence measurements is it 
also possible to use a LabVIEW program (National Instruments, TX, USA) that was developed as 
part of a master’s project at the LRO [136]. The user interface allows the synchronization of the 
EMCCD camera and LCTF to take and save hyperspectral images in real time. Different values 
can be entered for parameters like integration time, camera gain and wavelength range. In 
comparison with the C++ user interface described in section 3.2.2, the LabView program does 
not include the function of controlling the projector. 
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CHAPTER 4 BRAIN SURFACE PROFILOMETRY 
4.1 Methods 
4.1.1 Profilometry measurements at different heights 
The projected image occupies an area of 4 x 3 cm in the Zeiss NC-4 microscope field of view at 
pre-defined microscope magnification and focal length values (zoom = 1X; focal length = 300 
mm). The light power at 638 nm on an illuminated area projected at the zero spatial frequency 
(DC) is 85 µW/cm
2
. The measurement was taken at a distance of 30 cm from the microscope to 
the image plane. The projection covers 308 by 232 pixels on the camera sensor, which 
corresponds to 78 pixel/cm.  
To determine the 3D reconstruction accuracy and precision of the profilometry system, 
six step pyramids were 3D-printed. The heights of the steps varied in each pyramid from 1.5 mm 
to 30 mm. The overall height of all the pyramids was around 40 mm to keep it within the depth of 
field of the microscope (40 mm) [134]. This means this height is always in the focus range of the 
microscope and, therefore, it can be reconstructed. Each pyramid was printed in white to improve 
reflectivity and a final reconstruction for each pyramid was obtained after averaging single 
reconstructions with different spatial frequency projections in the span of 4 to 7 fringes along 4 
cm (1-1.75 cm
-1
). To sum up, for every pixel of the image, the height is recovered running the 3D 
reconstruction algorithm for a set of projections with different spatial frequencies (1-1.75 cm
-1
). 
Then, to slightly smooth the 3D surface, a [13 13] Weiner filter is applied to each reconstruction 
and all the reconstructions are then averaged. 
The choice of spatial frequencies to perform profilometry was based on the fact that 
preliminary reconstructions of objects with different heights (from 1.5 mm to 30 mm) were 
carried out from pattern projections within a wide range of spatial frequencies (.25-3.75 cm
-1
); 
then the accuracy of depth calculation was evaluated at individual spatial frequencies and also 
when averaging groups of frequencies. It was found out that the average of spatial frequencies 
from 1 to 1.75 cm
-1
 demonstrated enough sensitivity to detect large and small height changes, as 
shown in the Results section 4.2 below. 
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As mentioned before, the patterns were generated through a single mode laser at 638 nm 
(Oxxius), coupled with a single mode fiber (core diameter = 3 µm; NA = .12). However, the 
same experiment was repeated for a multimode source (Intense) at 635 nm, connected to a 
multimode fiber with a small core diameter of 105 µm and low NA = .1 (M96L02, Thorlabs) 
with the aim of evaluating if the accuracy of 3D reconstructions depends on the type of laser 
source, as shown in section 4.2.1.  
Spatial amplitude and phase modulation of the projected sine patterns were controlled by 
the custom user interface programmed in C++ presented in section 3.2.2. The interface enables 
the user to select the spatial frequency of the sine patterns while controlling simultaneous image 
acquisition to retrieve wide-field 3D hyperspectral images. 
4.1.2 Profilometry measurements at different angles 
The projected images have similar spatial characteristics as the ones projected for height 
measurements in the previous section. A flat adjustable angle platform (AP180, Thorlabs) was 
positioned at 0 degrees (perpendicular) with respect to the head of the surgical microscope. Then, 
the platform was moved at ±15, ±30 and ±45 along the x-axis, as seen in Figure 4-1 (Left). 
The same platform was rotated along the y-axis at the same angles as before (Figure 4-1 (Right)).  
 
Figure 4-1: Left: platform rotates along the x-axis. Right: platform rotates along the y-axis. 
4.1.3 Tissue-like phantom measurement 
A brain-shaped phantom was made with specific absorption and reduced scattering coefficients 
(µa = 2 mm
-1
 and µ’s = 2.5 mm
-1
) consistent with values found in the literature for brain tissue 
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[141]. It consisted of a mixture of intralipid, water and blue food coloring. The phantom was 
solidified by adding 0.6% agarose as suggested in [142]. 
4.2 Results 
4.2.1 Profilometry measurements at different heights 
As previously mentioned, reconstructions at different heights were made using, both, fiber-
coupled single mode and multimode lasers. With the red single mode laser source, all the 
pyramid steps were reconstructed with an average relative error (the theoretical height minus the 
measured height, divided by the theoretical height) less than 3%, as seen in Figure 4-2A. Then, 
the accuracy of the profilometry system was determined based on an average absolute error of 0.3 
mm. The standard deviation was calculated among the estimated heights across the full surface of 
every step to describe the height variation. The average standard deviation for all the step areas 
was less than 0.6 mm and this is equivalent to the precision of the profilometry system. Figure 4-
2C shows the transversal area from a reconstruction of a single pyramid step to exhibit the height 
distribution on the entire step area. The reflectance image of the whole pyramid is shown in 
Figure 4-2B; and the 3D-map in Figure 4-2D. In Appendix B, Table B-1 shows the real height of 
every pyramid step, together with the computed height and the errors associated with the 
reconstruction.  
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Figure 4-2:  (A) Measured height of different pyramid steps as a function of the real step height. 
(B) Reflectance image of one of the pyramid phantoms. The cross section of the first step is 
outlined; the height of this step is 4 mm.  (C) The transversal area of the step selected in (B) is 
sketched showing the low height variability across the step. (D) The 3D-surface map of the 
pyramid shown in (B). 
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Next, a similar test to measure heights of stepped pyramids was done using a red multimode 
source. Figure 4-3 shows how the calculated heights differ from the real step heights. In 
Appendix B, Table B-2 shows the real step heights of the pyramids, the heights of the 
reconstructed steps and the errors of the reconstructions. For the multimode source as the 
illumination source, the average accuracy was ~1 mm (average relative error ~10%), whereas, for 
the single mode source it was ~0.3 mm (average relative error ~3%). Figure 4-4 compares two 
pyramids that were reconstructed from images created by single mode and multimode laser 
projections. From the color bar, it can be noticed that the calculated heights at each pixel of every 
step are more variable for the reconstruction with a multimode source (on the right); this is 
because the baseline of such reconstructed pyramid is not as flat as for the pyramid on the left 
(created from images projected with a single mode laser), and these abrupt baseline level changes 
affect the calculated height of every pyramid step.   
 
Figure 4-3: Step reconstructions with a multimode laser source. The real step height represents 
the physical measurement of every pyramid step that was 3D-printed. The calculated step height 
is the value given by the reconstruction. 
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Figure 4-4: Left: pyramid that was reconstructed from patterns projected by a single mode laser. 
Right: pyramid reconstructed with a multimode laser as the illumination source. The color bar 
represents the computed height of every step. 
4.2.2 Profilometry measurements at different angles 
When the adjustable angle platform was moved along the x-axis, the object’s profile was rebuilt 
forming side-tilt maps (Figure 4-5) after averaging individual reconstructions for spatial 
frequencies in the range 1-1.75 cm
-1
. 
 
Figure 4-5: Reconstruction of side-tilt maps after rotating the platform along the x-axis. 
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Front-tilt maps (Figure 4-6) were created with the average of the same spatial frequencies as 
before, when the platform moved along the y-axis. 
 
Figure 4-6: Reconstruction of front-tilt maps built when the platform rotated along the y-axis. 
 
The tilt accuracy is shown in Figure 4-7; the mean reconstruction error for all angles was 1.94 
degrees (STD = 1.2 degrees). 
 
Figure 4-7: Measured tilt angles as a function of the expected real angles. 
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4.2.3 Tissue-like phantom measurement 
The reconstructed brain profile is presented in Figure 4-8. 
 
Figure 4-8: (A) A solid phantom simulating the optical properties of brain tissue was made and it 
was then illuminated by fringe projections of 4 by 3 cm. (B) The 3D reconstruction of the 
selected region in (A) is shown. 
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CHAPTER 5 MEASUREMENT OF TISSUE AUTOFLUORESCENCE  
5.1 Methods 
5.1.1 Image analysis 
5.1.1.1 Spatial and spectral calibration 
Preliminary experiments for spatial and spectral calibration of hyperspectral images were 
conducted on: (a) a flat block that does not emit fluorescence, (b) a sample of powder-form PpIX 
(Sigma-Aldrich, MO, USA) diluted in DMSO (concentration = 100 µg/ml), and (c) a calf brain. 
The image analysis technique for spatial and spectral calibration presented here was then applied 
to human data obtained in vivo during a brain tumor resection clinical case at the Neuro.  Even 
though five clinical cases were conducted using the imaging system presented in this thesis, data 
from a single case is shown in this thesis document because during the first four cases the camera 
acquisition parameters (gain and integration time) were not optimal to retrieve high-quality 
images with high contrast-to-noise ratios, as described in section 5.1.6.  
Spatial correction was validated by verifying the uniformity of reflectance images, i.e., 
having similar pixel intensity values across a reflectance image, of the flat block and of the calf 
brain.  
Spectral correction was measured by comparing the recorded spectrum of PpIX with a 
theoretical spectrum from the literature. Then, autofluorescence and white light reflectance 
signatures were retrieved on a calf brain and their shapes were compared with brain spectra from 
the published literature. Diffuse reflectance and fluorescence spectra shown in this chapter are the 
average spectra in image regions of 20 x 20 pixels. 
Spatial and spectral calibration was performed for reflectance measurements following this 
procedure:  
1. Images in the range 550-720 nm were acquired on a diffuse reflectance standard 
(Spectralon, LabSphere, NH, USA) while being illuminated by the internal white light 
excitation source of the microscope.  
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2. The dark count was subtracted from the images of the Spectralon at each wavelength and 
the dataset was then normalized by dividing by the camera gain and integration time  
3. In order to later perform a spatial correction on all acquired images, the Spectralon images 
at all wavelengths were added together to provide an image of the spatial distribution of 
the illumination source on the sample, and the dataset was then scaled to a range between 
0 and 1. 
4. Raw reflectance data is acquired on the sample (e.g., surgical cavity) when it is 
illuminated by the microscope white light. Dark count is also removed (subtracted) from 
the raw reflectance data of the sample. The result of that subtraction is then divided by the 
camera gain and integration time in order to obtain a hyperspectral image dataset denoted 
as . 
5. To carry out the spatial correction, the hyperspectral image dataset  is divided by the 
image of the Spectralon that captures the spatial distribution of the white light (obtained 
in step 3). 
6. The microscope white light source spectrum (excitation source for diffuse reflectance, Io) 
was recorded with a spectrometer (Ocean Optics Maya200Pro) and normalized to unity.  
The spectrum is shown in Figure 5-1. 
 
Figure 5-1: Spectrum of the microscope white lamp (Io) measured with a spectrometer. 
67 
 
 
7. The output of the system for reflectance measurements is: 
   (5-1) 
 
where:  
: the true reflectance signal coming out of the tissue  
H: the system response  
Io: the spectrum of the microscope white lamp 
 
From here, we can obtain (Eq. 5-2) the white light reflectance image of the tissue that is spatially 
and spectrally corrected ( ).     
       (5-2) 
8. Once the corrected white light reflectance signal of the tissue is obtained, next, the 
fluorescence signal (signal obtained from the sample when it’s illuminated under blue 
light) is calibrated with the same algorithm. Except that, to carry out the spatial correction 
on fluorescence images, the Spectralon should be illuminated by the blue source that is 
part of the microscope illumination system instead of the white light. Besides, for 
fluorescence signals, the term Io in Eq. 5-2 is removed since the spectral recording is from 
550 to 720 nm, thus it doesn’t capture the blue excitation source of the microscope that 
has a spectral bandwidth from 400 to 410 nm; in addition, there are two longpass filters at 
442 nm (BLP01-442R-25, Semrock, NY, USA) in the system to eliminate most of the 
excitation light. The optical filter spectrum is shown in Figure 5-2.  
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Figure 5-2: Longpass emission filter with cut-on wavelength = 442 nm [143] to eliminate blue 
excitation light in fluorescence measurements. 
 
5.1.1.2 Fluorescence normalization algorithm 
In the previous section, it was described how to calibrate – spatially and spectrally – a set of 
images associated with tissue reflectance and fluorescence. Additionally, an algorithm for 
fluorescence retrieval was developed to apply a reflectance-based correction to the fluorescence 
data to decouple intrinsic tissue absorption and scattering from the detected fluorescence signals. 
The objective was to ensure the corrected fluorescence images convey information pertaining 
specifically to fluorescent tissue molecules without the confounding effect, e.g., of absorption 
from hemoglobin, which can vary significantly across the field of view. Therefore, after 
calibration of reflectance and fluorescence images, a novel formulation that was developed 
during this thesis is applied for the correction of wide-field fluorescence data.  The algorithm is 
based on the Beer-Lambert law and is fully described in Appendix C. The degree of fluorescence 
is corrected pixel-by-pixel by considering the amount of the light transmitted from the sample. 
The Beer-Lambert law relates the transmitted light to the absorption (provided by different 
concentrations of oxy- and deoxyhemoglobin) and scattering in tissue. And, as previously 
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mentioned, white light diffuse reflectance images contain information about changes of tissue 
absorption and scattering. For that reason, in this thesis the fluorescence emission spectrum at 
each pixel was directly corrected with white light reflectance images using the following formula: 
 
      (5-3) 
where: 
FC: corrected fluorescence 
FR: fluorescence dataset that has been calibrated spatially and spectrally
 
: white light diffuse reflectance images already calibrated spatially and spectrally
 
λ: individual wavelengths from 550 to 720 nm in 4 nm intervals
 
5.1.2 Protocol for clinical cases for in vivo detection of autofluorescence 
The clinical cases were conducted in human patients with a brain tumor at the Neuro after 
obtaining ethical approval from the Research Ethics Board (REB). The imaging system was 
tested in vivo in five patients during brain cancer surgeries. In the course of the first four cases, 
image acquisition parameters (camera gain and integration time) were optimized to achieve levels 
of contrast-to-noise ratios (explained in section 5.1.6) allowing to retrieve the autofluorescence 
signature of brain tissue. The objective was to detect spectroscopic tissue autofluorescence and 
correct data with white light reflectance to decouple intrinsic tissue attenuation factors associated 
with absorption and elastic scattering. During the surgeries, imaging with the hyperspectral 
fluorescence system was achieved at two stages: (a) tumor fully exposed, (b) when the surgery is 
complete.  
Below, the specific procedures developed for intraoperative data acquisition are 
presented. At the end of the surgery, an image of the reflectance standard (Spectralon, 
LabSphere) was taken under blue and white light illumination. These datasets are used to apply 
the spatial calibration to correct differences in the spatial distribution of the excitation light, as 
explained in section 5.1.1.1. 
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5.1.3 Mechanical integration of the hyperspectral system for intraoperative 
use 
The microscope must undergo auto-balancing and must be draped (to keep the surgical field 
sterile) before conducting imaging tests, as shown in Figure 5-3A. For visualization of the 
surgical cavity, precise positioning of the microscope by the surgeon is important and the 
microscope should be able to rotate in every direction. To ensure that the length of the bundle 
doesn’t hinder the free motion of the microscope, the LCTF/EMCCD camera system was 
mounted on an optical table at the back of the microscope and it was lifted up with 1-meter length 
poles in order to put the bundle closer to the microscope arm (Figure 5-3B). With this 
configuration the bundle is long enough to allow the unrestricted movement of the microscope as 
seen in Figure 5-3C. However, when auto-balancing the surgical microscope at the Neuro the 
entire movement of the microscope was blocked by the microscope control system because it 
detected the force exerted by the bundle that was attached to the microscope oculars. To solve 
this problem, it was decided to change the Pentero oculars for a more robust pair with no moving 
parts (Figure 5-3D).  This new set of oculars was removed from a surgical microscope with 
similar optics (Zeiss NC-4) that belongs to the Laboratory of Radiological Optics at 
Polytechnique Montreal.  
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Figure 5-3: (A) The fiber bundle is attached along the microscope arm and the microscope is 
draped before the procedure. (B) Hyperspectral system mounted onto an optical table at the back 
of the microscope for use in the operating room during surgery. (C) The bundle is long enough to 
achieve the proper range of rotation and motion needed with the microscope. (D) A pair of 
oculars with no moving parts but same optical characteristics as a Zeiss OPMI Pentero ocular 
pair was used as a replacement to facilitate balancing the surgical microscope. 
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5.1.4 Intraoperative optical data acquisition parameters 
1. Image acquisition sequence for each of the two imaging sessions during a clinical case: (a) 
fluorescence imaging under blue excitation; (b) reflectance imaging under white light 
illumination; (c) dark counts recording with same gain and integration time as for 
fluorescence; (d) dark counts recording with same camera parameters as for white light 
diffuse reflectance.  
2. Fluorescence excitation carried out with the OPMI Pentero blue light (bandwidth 400-410 
nm) set to 100% intensity. 
3. White light illumination for reflectance measurements using the internal microscope white 
light lamp also set to maximum intensity. 
4. Spectral acquisition in fluorescence and reflectance mode within the 550-720 nm spectral 
coverage of the LCTF in increments of 4 nm. Fluorescence images are not acquired for 
wavelengths below 550 nm because of the prominence of excitation source bleed-through. 
5. Camera gain: For fluorescence a camera gain of 500 was found to be optimal for maximizing 
the levels of signal-to-noise ratio. The NUVU camera manufacturer recommended not using a 
gain above 500 in EMCCD mode, since the background noise would be amplified while 
reducing the dynamic range. For reflectance, a camera gain of 50 was found to be optimal.  
6. Integration time: For fluorescence, 250 ms was found to be best to allow recording the 
fluorescence signal.  For reflectance, 3 ms leads to sufficiently high levels of measured signal. 
The total acquisition time in the operating room for each imaging session was two minutes, 
taking into account that for every fluorescence or reflectance measurement dark counts with 
same gain and integration time needed to be acquired for calibration purposes. 
7. Optical power of microscope blue excitation source: 8 mW/cm2, which approximately 
corresponds to the maximum permissible exposure for skin set by ANSI standards from the 
Laser Institute of America. 
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5.1.5 Multimodality imaging for fluorescence and structural rendering of the 
surgical cavity 
In order to provide structural context with the fluorescence images, the diffuse reflectance data 
was used to reconstruct an RGB image of the surface, providing information similar to what 
surgeons observe when using the surgical microscope. In this thesis, the method published in 
[144] was used to transform hyperspectral data of the brain to RGB images. For fluorescence 
imaging, the hyperspectral system used in this project was programmed to provide individual 
images every 4 nm in the range of 550-720 nm. The empirical algorithm, previously explained in 
section 5.1.1.2 to correct the tissue autofluorescence with white light reflectance was applied to 
human in vivo data and a map of corrected fluorescence intensity was overlaid on a diffuse 
reflectance image; where, fluorescence and reflectance intensities were the sum of pixel 
intensities at every wavelength. The integrated fluorescence intensity over the emission 
wavelengths showed an overall difference between the magnitude of fluorescence for tumor and 
healthy regions in the brain as shown in the following Results section 5.2.  
5.1.6 Data quality assessment: contrast-to-noise ratio (CNR) 
To evaluate the overall quality of a fluorescence image, the contrast-to-noise ratio (CNR) metric 
is used. This can be useful to determine detection capabilities in low contrast images. For 
example, the higher the CNR associated with an abnormality when compared to normal tissue 
background, the easiest it is to visualize it [145]. In general, this metric provides an estimate of 
how much the difference between the signal and background stands out from pixel variations 
[145], as it is exemplified in Figure 5-4. The formula for CNR is:    
      (5-4) 
where  is the contrast between two structures, meaning the difference between the 
average pixel intensity of an object and the average pixel intensity of the background surrounding 
such object; and B is the standard deviation of the background (pixels outside the area of the 
object under study). In contrast, the image noise can be quantified using the signal-to-noise ratio 
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(SNR) metric which in situations where photonic noise (rather than camera noise associated with 
readout or dark noise) dominates can be increased by decreasing B. For such shot-noise 
dominated measurements – which is the case for intraoperative fluorescence detection in this 
thesis – increasing the SNR is tantamount to maximizing the light intensity detected. The CNR 
and SNR of an image can be maximized by choosing light exposures, camera gains and 
integration times ensuring each imaging frame fills as much as possible the dynamical range of 
the camera.  
However, the CNR can be impacted by the ambient light in the operating room which 
introduces contributions that are not tissue specific. As a result, consistently achieving high CNR 
values in the operating room is not an easy task. To minimize the impact of operating room light 
during the clinical cases at the Neuro, the main surgical lights were turned off and camera gain 
and integration time were adjusted during the first four clinical cases in order to find optimal 
values of such camera parameters that allowed capturing autofluorescence signals in the fifth 
clinical case.   
 
Figure 5-4: The diagram shows that the contrast is the intensity range between the background 
noise and a signal from an object under study such as a lesion. The lesion is easier to detect when 
the contrast between lesion and background is clearly higher than the noise variations [145], 
[146]. 
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5.2 Results 
5.2.1 Spatial and spectral calibration 
5.2.1.1 Phantoms 
To verify if the spectral and spatial calibration algorithm works correctly, the calibration was 
tested on a flat block that does not emit fluorescence (Figure 5-5A). The first objective was to 
confirm the usefulness of the spatial correction if it was observed that the illumination was 
uniform on the flat block after applying the calibration algorithm. The image of Figure 5-5B was 
taken while the white light of the microscope illuminates the flat structure in reflectance mode; 
calibration has not been yet applied to this image. After applying the calibration algorithm, the 
flat block looks uniform throughout the image as seen in Figure 5-5C. Next, the spectral 
calibration was also tested and since it is known that the flat block does not emit fluorescence, it 
is expected that, when illuminating the structure with an excitation source at 405 nm and doing 
image acquisition from 450 to 720 nm, the pixel intensity across the image of the flat block was 
practically zero. Figure 5-5D shows an image of the flat block under blue excitation where the 
calibration algorithm has not been yet applied and where it is observed that the section of higher 
pixel intensities in the image is bleed-through from the excitation source. Figure 5-5E shows that 
after applying the spectral calibration the pixel intensity throughout the image is nearly zero. 
After this preliminary experiment, two longpass filters with cut-on at 442 nm (described in 
section 5.1.1.1) were added to the detection path of the imaging system and the image acquisition 
was carried out next from 550 nm to 720 nm, because the bleed-through was present at lower 
wavelengths. 
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Figure 5-5: (A) Flat block on which the calibration algorithm was tested. (B). Uncorrected image 
of the flat block under white light excitation. (C) Corrected image of the flat block under white 
light excitation. (D) Uncorrected image of the flat block under blue excitation. (E) Corrected 
image of the flat block under blue excitation. 
 
The spatial/spectral calibration algorithm was also tested on a sample of PpIX in a petri dish. The 
purpose was to observe the emission intensity distributed evenly throughout the PpIX sample 
after applying calibration. For comparison, Figure 5-6A shows the raw image of PpIX 
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fluorescence that hasn’t been calibrated; and 5-6B shows the calibrated image where the pixel 
intensities are uniform through the sample. It was also important that the emission spectrum 
retrieved from hyperspectral images of PpIX (regions of 20 x 20 pixels) showed clearly the main 
emission peak of PpIX at 635 nm and a second emission at 705 nm. From the literature, it is 
expected that the main peak has higher intensity than the second one, as it is shown in the blue 
spectrum of Figure 5-6C once the calibration algorithm has been applied. In the red spectrum of 
Figure 5-6C, where no calibration has been performed, the amplitude of the peak at 705 nm 
exceeds the magnitude of the main emission. The RMSE (root-mean-square error) was estimated 
for the calibrated and uncalibrated PpIX signals with respect to a theoretical spectrum of PpIX 
[147] shown in black in Figure 5-6C. The RMSE for the PpIX signal that has undergone spectral 
and spatial calibration is 11%, whereas for the uncalibrated signal it is 22%.   
 
Figure 5-6: (A) Uncorrected image of PpIX in petri dish. (B) Corrected image of PpIX. (C) A 
theoretical spectrum of PpIX emission together with calibrated and uncalibrated spectra retrieved 
from regions of 20 x 20 pixels in images of a PpIX sample. 
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5.2.1.2 Calf brain 
The algorithm for spectral and spatial calibration was also tested on a calf brain. Despite the 
different depths and borders of the brain, the algorithm provided images with uniform pixel 
intensities throughout the entire brain surface in white light reflectance mode. The large depth of 
field of the microscope is an important feature to achieve an effective spatial calibration, since it 
allows seeing well-focused structures at different depths.  
Figure 5-7A shows an uncalibrated white light reflectance image of the calf brain; an 
average spectrum recovered from a region of 20 x 20 pixels (red square) is shown in Figure 5-7B. 
Next, the calibrated white light reflectance image of the calf brain is presented in Figure 5-7C 
together with an average spectrum (Figure 5-7D) from the exact same area as before.  
The shape of the calibrated spectrum in Figure 5-7D matches white light reflectance 
spectra of human brain obtained using a wide-field imaging system that has been presented in 
details in [119].  
In addition, in order to smooth the signal, a Savitzky-Glay filter technique was 
implemented in Matlab. A 3
rd
 order filter with 5 neighboring elements was chosen to smooth the 
signal without losing broadband spectral features (~50 nm) that are distinctive of 
autofluorescence signals of brain tissue. The filtered signal can also be seen in Figure 5-7D. 
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Figure 5-7: (A) Uncalibrated reflectance image of a calf brain. (B) White light reflectance 
spectrum obtained from the square region in (A). (C) Calibrated image of a calf brain in white 
light reflectance mode. (D) Filtered reflectance spectrum recovered from the red square in (C). 
 
The spectral and spatial calibration was also performed on fluorescence data of the same calf 
brain when the tissue was excited with a blue excitation source at 405 nm (Coherent, Inc., CA, 
USA). Figure 5-8A shows an uncalibrated fluorescence image that represents the sum of 
fluorescence intensities at every emission wavelength; its spectrum is shown in Figure 5-8B. In 
addition, the calibrated fluorescence intensities of the calf brain image and its spectrum are 
presented in Figures 5-8C and Figures 5-8D, respectively. The calibrated fluorescence spectrum 
80 
 
 
of Figure 5-8D was also filtered with a Savitzky-Golay filter (3
rd
 order, 5 neighboring elements). 
The shape of the calibrated spectrum matches human brain autofluorescence spectra also 
presented in [119].  
 
Figure 5-8: (A) Uncalibrated fluorescence image of a calf brain. (B) The average spectrum (20 x 
20 pixels) of the red square region in (A). (C) Calibrated fluorescence image of a calf brain. (D) 
The corresponding spectrum of the square region in (C). 
 
On the other hand, a calf brain sample where gray and white matter is visible was also analyzed. 
In order to better observe tissue structures, the calibrated reflectance images of the brain were 
converted into RGB color space, as shown in Figure 5-9A. The fluorescence spectra of gray and 
white matter are shown in Figure 5-9B; these spectra are taken from regions of 20 x 20 pixels of 
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images that have already been calibrated spectrally and spatially. The shape of the spectra 
corresponds with fluorescence spectra of rat brain in single-point probe measurements that have 
been published in [73]. Additionally, Figure 5-9C shows the corrected white light reflectance 
spectra of gray and white matter. Overall, in Figure 5-9 it is seen that the intensity of white matter 
is higher than gray matter for both fluorescence and reflectance measurements, this also agrees 
with what has been published for brain tissue phantoms in [119]. 
 
Figure 5-9: (A) White light diffuse reflectance image of white and gray matter in a calf brain and 
the same image in RGB format. (B) Calibrated fluorescence spectra of white and gray matter. (C) 
Calibrated white light reflectance spectra of white and gray matter. 
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5.2.2 Fluorescence quantification algorithm applied to clinical data 
The images presented in this section were acquired in an adult patient during a brain cancer 
surgery on November 9
th
, 2017 at the Neuro. 
Two imaging sessions were planned to acquire images during the surgery: (a) at the 
beginning, when the tumor is completely exposed; and, (b) at the end, when the tumor has been 
already removed. To present results more effectively, each stage of the image post-processing is 
listed below. At each point of the analysis, data is shown first for images taken at the beginning of 
the surgery, and then for those obtained at the end: 
(a) A grayscale image of white light reflectance is obtained and then it is converted into RGB 
color space, as shown in Figure 5-10A and Figure 5-10D for images from the beginning 
and end of the surgery, respectively.  
(b) An overlay of recovered fluorescence (green) on a white light reflectance image is 
presented in Figure 5-10B (for the beginning of the surgery) and in Figure 5-10E (for the 
end). This overlay is useful to identify structural information of the tissue that is being 
resected and identify where the fluorescence signal originates from. 
(c) The tissue autofluorescence intensity that was detected in each imaging session is shown 
in a wide-field image, together with a graph of spectral signatures at nine specific 
locations in all the tissue. The spectral signatures that are presented are the averaging of 
spectra retrieved from sections of 20 x 20 pixels. Figure 5-10C shows the tissue 
autofluorescence detected at the beginning of the surgery and Figure 5-10F at the end.  
The shape of autofluorescence emissions of brain tissue shown in the range from 550 to 720 nm 
in Figure 5-10 (C and F) are consistent with autofluorescence spectra obtained in human brain by 
an optical fiber probe in [96]. Also, the results in Figure 5-10 suggested that autofluorescence 
intensity from tumor detected at the beginning of the surgery is lower than after tumor resection 
(end of the surgery); similar to Poulon et al. [4] who reported that fluorescence is more intense in 
normal tissue than in nervous system tumors. 
Moreover, all the spectral signatures of corrected fluorescence shown in Figure 5-10, from the 
beginning and end of the surgery, were also analyzed one by one in Appendix C; it means that 
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additional signals were generated for each of the nine interrogation points in the tissue. These 
signals are: (a) the raw fluorescence and (b) white light reflectance, already spectrally and 
spatially calibrated. Then, the fluorescence normalization algorithm performs a correction for the 
signal attenuation due to absorption and scattering in tissue by combining the raw fluorescence 
and white light reflectance spectra and this provides the spectral signature for (c) corrected 
fluorescence.  
Finally, the same analysis described in this section for the detection and subsequent 
correction of autofluorescence by means of white light reflectance images was performed also for 
images of the Spectralon at nine different locations on the Spectralon surface. As the Spectralon 
is a 99% diffuse reflectance standard, it reflects almost all the blue excitation light; and it can be a 
means of knowing the contribution of the bleed-through from the excitation source (in the range 
from 550 to 720 nm) on the autofluorescence signal detected in vivo in brain tissue. As it can be 
seen in Figure C-1 of Appendix C, the intensity of the bleed-through is very low (comparatively 
with the autofluorescence signal intensity retrieved from human brain tissue) and its shape is 
almost flat throughout the spectrum, meaning that its intensity is almost constant through all the 
wavelengths, so it does not contribute to significantly change the shape or intensity of the tissue 
autofluorescence signal. 
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Figure 5-10: (A) Grayscale reflectance image when tumor is exposed at the beginning of the 
surgery (left) and its corresponding RGB image. (B) Overlay of autofluorescence (green) and 
white light reflectance recovered at the beginning of the surgery. (C) The tissue autofluorescence 
recorded at the beginning of the surgery is highlighted in red (left) and nine corrected 
autofluorescence spectra are displayed from different locations all over the highlighted area. (D) 
Grayscale reflectance image of brain tissue after tumor has been removed at the end of the 
surgery (left) and the same image converted into RGB. (E) Overlay of autofluorescence and 
white light reflectance detected at the end of the surgery. (F) Nine corrected spectra obtained at 
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different points in the red-colored area (at the left) indicating the autofluorescence signature of 
tissue at the end of the surgery. 
5.2.3 Contrast-to-Noise Ratio (CNR) 
The CNR was calculated in Matlab for tissue autofluorescence images (brain tissue under blue 
illumination) to evaluate the autofluorescence contrast of tumor and non-tumor tissue with 
respect to a background with no fluorescence. The images were recorded during the two imaging 
sessions of a clinical case at the Neuro, during which autofluorescence was detected in vivo by 
the imaging system presented in this thesis.  
The CNR was assessed following Eq. 5-4, presented in section 5.1.6. Figure 5-11A shows 
an image from the beginning of the surgery with nine selected areas (blue); these areas are 
located within a section representing tumor where the target autofluorescence signal was 
detected. Figure 5-11A also shows a section indicating the background of the image (red) where 
no autofluorescence is present. Similarly, in Figure 5-11B it is shown a background area (red) in 
addition to nine more data points within the tumor resection cavity (blue) after the tumor has 
been removed, thus, it is suggested that the latter are non-tumor areas. All the selected areas 
cover 20 x 20 pixels. 
The calculation of the CNR was performed for single images (Figure 5-11A and Figure 5-
11B) that were the sum of the total fluorescence at all wavelengths, where dark counts had been 
already extracted at each wavelength and each frame had been normalized by camera gain and 
integration time. It was evaluated that intrinsic fluorescence at the beginning of the surgery was 
detected in image regions with an average CNR ~22.6 (STD = 2.2). In contrast, the average CNR 
of the nine selected regions for the image acquired at the end of the surgery was ~30.1 (STD = 
7.1). 
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Figure 5-11: Images representing the sum of fluorescence intensities at all wavelengths from 
which areas representing lesions (blue squares) and backgrounds (red) were selected for the 
calculation of the CNR. (A) Image from the beginning of the surgery with tumor exposed. (B) 
Image from the end of the surgery after tumor removal. 
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CHAPTER 6 DISCUSSION 
The overall objective of this project was to develop an imaging system to perform two main tasks 
through a commercial neurosurgical microscope without modifying the microscope setup: (a) 
profilometry and, (b) detection of brain tissue autofluorescence. The first objective was achieved 
by mounting a system, comprising a Digital Light Projector and an imaging fiber bundle, onto the 
stereovision port of the microscope that is designed to allow the surgeon to have depth 
perception. In summary, the DLP projects sinusoidal intensity patterns on the brain surface and 
an image is detected with the fiber optic imaging bundle; the projector and fiber bundle are both 
connected to microscope eyepieces. An algorithm is then implemented leading to 3D surface 
reconstruction. For the second objective, a liquid crystal tunable filter was used to detect light 
reemitted from the brain at several wavelengths to detect the spectral signature of the tissue on a 
pixelized basis on a scale up to several centimeters. Many different components were designed, 
assembled and characterized at several stages of the project in a complex optical, electrical and 
mechanical system that needed to be integrated into the surgical microscope. In this chapter the 
main experimental results of the thesis are summarized with an emphasis on the limitations of the 
new imaging system and opportunities for future improvements. 
6.1 Profilometry 
Depending on the profilometry method of choice, either three or four fringe patterns are projected 
with different phases to obtain a 3D representation of an object. However, for methods based on 
three phases, three reference images associated with a flat surface have to be acquired. In 
contrast, using a method based on four phase shifts avoids having to acquire reference images. 
Because of the difficulties associated with acquiring reference images during surgical procedures, 
this technique was adopted for this project. 
6.1.1 Profilometry measurements at different heights 
The profilometry method was evaluated using pyramid-shaped phantoms with steps at different 
heights varying from 1.5 to 30 mm, ensuring the phantoms are within the 4-cm depth of field of 
the neuromicroscope. The reconstructions were made by projecting sinusoidal fringe patterns 
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with frequencies of 4 to 7 sinusoidal periods along a length of 4 cm, corresponding to a range of 
spatial frequencies from 1 to 1.75 cm
-1
.  These frequencies were chosen in order to be sensitive to 
small and large step changes because low spatial frequencies (≤ 1 cm-1) were demonstrated to 
efficiently reconstruct larger tissue features, whereas higher frequencies provide finer details 
[30].  
The accuracy and precision of depth reconstruction measurements were evaluated 
reconstructing the phantoms with focal length and zoom settings commonly used in surgery 
(focal length = 300 mm; minimum zoom = 1X). Based on the phantom work, the profilometry 
technique was demonstrated to have an average accuracy of 0.3 mm and a precision of 0.6 mm. 
As stated in chapter 1, following the work presented in this thesis 3D profilometry will be used in 
the Laboratory of Radiological Optics as prior information in a tissue light transport model for 
computing tissue optical properties, including scattering and absorption, during neurosurgical 
procedures. The 0.3 mm reconstruction accuracy obtained with the system is comparable with 
resolutions attained with techniques developed by other groups for similar biomedical 
applications. For example, Gioux et al. applied a geometric correction to estimate the precise 
values of scattering and absorption coefficients that were used as surrogates for tissue 
physiological status [30]. The range of errors in depth measurements they obtained was at ~1 
mm. This level of accuracy was demonstrated to be sufficient to improve computation of tissue 
optical properties since the geometric correction induced up to 10 fold changes in light signals. 
Another profilometry system was seamlessly integrated onto the Zeiss Pentero neuromicroscope 
[18]. It consists of two cameras connected to the stereovision port of the microscope. This system 
is used to correct for brain shift deformation that occurs after opening the dura. The depth 
estimation error of this system is also ~1 mm, which is considered acceptable since brain 
deformation (between pre-operative MRI and post-dura opening) has been reported to be up to 1 
cm and sometimes even more [18]. 
While the 3D reconstruction accuracy and precision might stay at values close to 0.3 mm 
and 0.6 mm, respectively, for different microscope magnifications, changes should be expected 
since zoom settings impact the size and the period of the projected patterns. To determine the 
accuracy and precision of reconstructions for other pairs of zoom and focal length, the same 
experiments presented in this thesis should be repeated. During a neurosurgical procedure, 
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surgeons often need to change those settings and move the microscope relative to the surgical 
cavity. To perform 3D reconstructions at arbitrary zoom and focal length settings and get the real 
object dimensions in centimeters, Ji et al. [135] obtained two calibration curves (each curve for 
individual adjustments of zoom and focal length) used to implement pixel scaling on a input 
reference image. They found that image deformation is due to the change of each microscope 
setting individually (either zoom or focal length); for example, this means that image deformation 
due to a change in magnification does not depend on the set value of focal length. The two curves 
provide pixel scaling ratios for each zoom and focal length value. The pixel scaling is performed 
using a reference image of the sample; this image is taken at a pre-set zoom and focal length that 
produce an image of the sample with known dimensions. Finally, the reference image is divided 
by the multiplication of both pixel scaling factors. The through-microscope profilometry system 
presented in this thesis could directly use the calibration curves presented by Ji et al. because they 
were specifically estimated for Zeiss Pentero surgical microscopes, such as the ones used in this 
project. 
An important finding of this thesis is that a single mode laser coupled with a single mode 
fiber – instead of a multimode source – impacts the reconstruction accuracy. The height 
experiment with the pyramid phantoms was repeated using the same microscopy setup but with a 
multimode illumination source. It was found out that the average relative error in the 
reconstructions with a multimode source increases to 10% (3D reconstruction accuracy ~1 mm) 
comparatively with an error of 3% (3D reconstruction accuracy ~0.3 mm) obtained with a single 
mode source. 
6.1.2 Profilometry measurements at different angles  
When areas of an object are associated with a slope that is too steep (large curvature), the light 
trajectories may prevent the acquisition of a projected fringe pattern covering the whole surface. 
In other words, regions of shadows are present in the images and they do not contain information 
related to the geometry of the object, causing reconstruction errors. To assess the impact of this 
phenomenon and to quantify errors in depth recovery, an experimental protocol was developed 
for allowing the surface of an object to be imaged at different angles with respect to the 
microscope head. Briefly, 3D reconstructions of the surface of a flat platform positioned at 
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different angles were carried out. In the same way as for the height measurement experiment, the 
spatial frequencies used were in the range of 1-1.75 cm
-1
. The platform was rotated at ±15, ±30 
and ±45 around the x-axis, as well as by the same tilt angles but this time around the y-axis. The 
reconstruction error for all angles was no more than 2 (~1.5 mm) lending support to the idea that 
accurate surface reconstruction can still be attained in a surgical environment when imaging 
surgical cavities with a certain degree of curvature. Within the error obtained it must be 
considered that the platform itself has a precision error at each inclination setting of 
approximately ±0.3 [148].  
6.1.3 Tissue-like phantom measurement 
A brain-shaped tissue simulating phantom with absorption and scattering values within the 
physiological range of optical properties of the brain was reconstructed. However, in order to 
reconstruct surfaces, the sine-wave patterns deformed by the shape of a sample must be perceived 
with enough contrast, i.e., the difference between the maximum and minimum intensities in the 
fringe pattern should be sufficiently high as to have easily distinguishable patterns. However, the 
object surface reflectance properties can vary greatly depending on geometric differences and 
textural features [149]. Thus, the contrast of the fringes can be low when there is irregular 
reflection from a non-uniform reflecting surface, hindering the 3D reconstruction of an object 
[150]. In consequence, despite the fact that the brain-shaped phantom was 3D reconstructed 
correctly, it could be the case that the patient brain surface presents large variations in 
reflectance, producing low contrast fringes, and making 3D reconstruction difficult. 
6.2 Tissue autofluorescence 
6.2.1 Spatial and spectral calibration  
After verifying that there is a linear relationship between the recorded pixel intensity with 
integration time and camera gain, the intensity of hyperspectral images was normalized by 
dividing it by integration time and gain. In addition, the intensity differences in the spatial 
distribution of the excitation beam were also corrected, as well as the depth differences in the 
brain surface by carrying out a process of spectral and spatial calibration to correct the 
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fluorescence and reflectance spectra pixel-by-pixel. The regions of the image that present 
specular reflections were not useful for the analysis of the fluorescence signal given that specular 
reflections appear as a group of bright pixels associated with regions of the camera being 
saturated. The spatial resolution of the imaging system was calculated as 198 µm with a USAF 
1951 resolution target; this value is considered to be adequate for the visualization of a tumor on 
macroscopic scale [119]. 
6.2.2 Fluorescence normalization technique  
An algorithm was also developed and tested for the correction of autofluorescence spectra by 
combining autofluorescence and white light diffuse reflectance images. This method limits the 
influence of tissue absorption and scattering contrast associated with non-fluorescent tissue 
molecules, ensuring the processed signal is intrinsic to fluorescent tissue molecules [151]. 
However, further testing than what was achieved in this thesis would be necessary to quantify the 
accuracy of the fluorescence normalization algorithm. This could be done through carefully 
planned optical phantom experiments [88]. For instance, Gebhart et al. [119] fabricated phantoms 
to simulate absorption, scattering and autofluorescence values associated with white matter, gray 
matter and glioma tissue. The absorption and scattering values were taken from [152] and the 
autofluorescence intensities were mimicked by specific concentrations of a fluorescent dye 
(Stilbene 420, Exciton); such concentrations were estimated after measuring the fluorescent dye 
and the autofluorescence of brain tissue with the same optical spectroscopy probe [96]. 
Alternatively, the fluorescence normalization algorithm could also be tested on phantoms made 
of Protoporphyrin IX (PpIX) [153]. These phantoms would contain specific concentrations of 
PpIX to provide fluorescent contrast, intralipid as the optical scattering agent and synthetic 
hemoglobin or food coloring dye as the absorber. By knowing the specific PpIX concentrations 
in every phantom, linear calibration curves could be produced representing the real 
PpIX concentrations with respect to predicted PpIX concentrations computed using the 
normalization algorithm. R
2 
values could then be computed to evaluate the strength of the linear 
association between estimated and real PpIX concentrations. In addition, the standard deviation 
of detected PpIX concentrations for phantoms with a single concentration of PpIX and different 
absorption and scattering coefficients can be calculated. The above-mentioned statistical 
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parameters could provide a measure of the performance of the fluorescence normalization 
algorithm. 
The fluorescence normalization algorithm was tested in vivo using human data acquired 
during a brain cancer surgery at the Neuro in the scope of a proof-of-concept clinical study 
designed to evaluate whether or not the system could acquire autofluorescence maps through the 
neurological microscope. Even if in the literature there is a lack of information about 
autofluorescence of human brain tissue and more clinical research is needed to characterize the 
autofluorescence signature of brain in healthy and diseased states [4], overall, the 
autofluorescence spectral shape of brain tissue (shown in this thesis from 550 to 720 nm) 
obtained using the normalization algorithm coincides with past work by another group [96]. 
However, in this other study, spectra were obtained using a fiber optic probe for single point 
fluorescence measurements and the excitation light delivered to the tissue was at 337 nm 
(ultraviolet). In our work, excitation was at 405 nm (violet) and fluorescence spectra were 
computed at each pixel on images acquired with a wide-field microscope. Also, results presented 
in this thesis showed that tissue autofluorescence collected at the end of the surgery (after tumor 
removal) had higher intensity compared to the autofluorescence in the tumor (beginning of 
surgery, after dura opening). This is also consistent with the literature, in which it is suggested 
that fluorescence intensity is higher in normal tissue than in central nervous system tumors [4]. 
Finally, this algorithm can eventually be used to compare fluorescence intensities of brain 
regions in a group of patients to be able to develop statistical models differentiating cancerous 
from healthy tissue. 
6.2.3 Evaluation of contrast-to-noise ratio during neurosurgical procedures 
In vivo data acquisition was achieved during five brain cancer resection surgeries as part of a 
proof-of-concept study aiming to demonstrate intrinsic brain fluorescence can be detected using 
the hyperspectral imaging system. Data acquisition was done in two imaging sessions during 
each clinical case and each imaging session was conducted within a two-minute time lapse. Out 
of the five clinical cases, the first four were used to optimize acquisition parameters (integration 
time, camera gain) and brain autofluorescence could be detected in the fifth case using the 
optimized parameters. 
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The CNR was calculated on two intraoperative fluorescence images from the beginning 
and end of the surgery, respectively. On an image taken at the beginning of the surgery, the CNR 
calculation was based on the selection of nine areas representing tumor with autofluorescence, 
and a background area outside the tumor with no autofluorescence. For the end of the surgery, 
when the tumor has been already removed, the targeted sections were nine areas with 
autofluorescence signal (presumably representing non-tumor tissue) in the tumor resection cavity 
and a background area outside the resection cavity. The average CNR value of the nine selected 
data points in each image was calculated and it was equal to 22.6 (STD = 2.2) for 
autofluorescence contrast detected at the beginning of the surgery and 30.1 (STD = 7.1) for 
autofluorescence detected after tumor resection. However, more clinical results are needed in 
order to set a CNR threshold value for detectability of autofluorescence in tumor and non-tumor 
image regions. It is hypothesized that image areas with lower CNR than a calculated threshold 
value wouldn’t provide the contrast needed for autofluorescence detection. That is why in each 
clinical case the integration time and camera gain must be adjusted to achieve optimized CNR. 
However, this task is very difficult because even if the main operating room lights are off, 
illumination from other light sources (lamps, screens and light from multiple medical devices) 
appear in the images. And so, increasing the gain and camera integration time would also 
increase the level of light on the camera sensor coming from unwanted light sources, causing 
saturation (producing bright regions in the image) and limiting the dynamic range of 
measurement. Thus, the CNR is influenced by the level of background light in the operating 
room, which varies with the medical devices that are in use and the different operating rooms.  
Finally, another factor affecting CNR is the amount of blood that is present in the brain 
surface during surgery, which causes the attenuation of the excitation light delivered to the 
sample and the loss of autofluorescence signal reaching the surface of the tissue. 
6.3 Limitations of the imaging system and possible improvements 
Among the most important limitations of the profilometry setup is that there is a 98% light loss in 
the system, mostly due to the very small aperture size of the microscope lenses. This is why the 
typical illumination power that can reach the brain surface is very low. In fact it was measured to 
be approximately 85 µW/cm
2
 under maximum illumination power at 638 nm and a working 
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distance of 30 cm. This can yield images with low SNR especially for large absorption and 
reduced scattering coefficients, which can influence significantly the performance of the phase-
shifting profilometry algorithm. 
Moreover, the uniformity of the projected image depends on the collimation of the beam 
that illuminates the DMD chip of the projector, which impacts the depth accuracy of the 
profilometry system.  In this thesis a red laser was chosen because it led to less divergence while 
passing though the different optical components of the projector when compared to shorter 
wavelengths in the visible range. Inside the projector there are several optical elements made of 
glass; glass has a larger index of refraction at lower wavelengths, so red induces less divergence 
since it is the longest visible wavelength. This means that the quality of the laser beam 
collimation within the projector depends on the wavelength; and the depth accuracy of the 
profilometry system may be lower if the projector is coupled with different visible colors of laser 
light. In addition, the percentage of light losses through the whole imaging system might also 
vary depending on wavelength, given that the low apertures of the microscope would constrain 
the passage of more divergent light.  
The main limitation of the system for brain autofluorescence imaging is that although the 
LCTF can capture information starting at 400 nm, the current system configuration can only 
acquire the tissue autofluorescence signature in the 550-720 nm range. The reason is that the 
excitation bleed-through (leakage of the microscope excitation source into the captured signal) in 
the 400-550 nm range is larger than the intensity of detectable autofluorescence. The tissue 
autofluorescence information lost in this range is the emission of NADH and flavin. However, 
from 550 nm to 720 nm, the chromophores that contribute to the observed fluorescence signal 
are: lipopigments, porphyrins and chlorins. Ideally, one or two bandpass or lowpass excitation 
filters (attenuation > 6 OD), would be placed into the excitation light path of the microscope blue 
light. The filter would pass light below 410 nm allowing to reduce bleed-through to enable 
NADH and flavin detection [4]. However, it was found out that, both, the blue and white light 
exit from the same port of the microscope. These new filters would complement the two longpass 
filters (cut-on frequency at 442 nm) that were already added to the detection path of the imaging 
system, specifically in the interior of the imaging bundle adapter. The changes would make 
possible to implement new techniques to analyze the autofluorescence spectrum and identify each 
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of the main fluorophores in the brain. For example, calculating the integral under the curve of the 
emission peaks of NADH, flavin and porphyrin in the autofluorescence spectrum [73] could 
provide reduction-oxidation and optical index ratios that in the past served to distinguish between 
cancer and normal cells [4], [98], [154]. 
On the other hand, it would be desirable for an improved version of this imaging system 
software to ensure optimal SNR and CNR values can be obtained through auto-adjustment of 
gain and integration time while avoiding camera saturation. 
In addition, it could also be useful to compare the fluorescence normalization technique that 
was developed in this thesis with other autofluorescence correction techniques employing white 
light diffuse reflectance to correct for the non-fluorescent tissue optical properties. For instance, 
reference [119] shows it is possible to differentiate normal brain from tumor tissue from the 
calculation of a threshold value obtained from the ratio between the fluorescence emission at 460 
nm and the diffuse reflectance emission at 700 nm. The justification of the choice of wavelengths 
is that hemoglobin absorbs much more light in the blue and green region (400-600 nm) compared 
to the red region (600-720 nm); and it was claimed that the intensity ratio between these two 
regions can provide a relative measure of the absorption of blood. However, an algorithm for 
discrimination of brain tumor and tumor margins that considers only information at a few 
wavelengths that correspond to peaks or valleys of the spectrum has the disadvantage of not 
including all the information of fluorescence and reflectance spectral signatures [95]. If all the 
information of fluorescence and reflectance spectra could be taken into account, the combination 
of data about, for instance, the slope of the curve, the area under the curve and the intensity of the 
peaks through the entire optical spectrum could provide more information to describe the 
differences between cancerous and healthy tissue [95]. 
Finally, as more clinical data is collected with the imaging system, it will be necessary to 
validate the imaging data with histopathology test results. The gold standard to evaluate the 
usefulness of an imaging agent for the diagnosis of a disease is the histological analysis by means 
of H&E (hematoxylin and eosin) staining. However, pathological evaluation of tumor samples 
through fluorescence measurements is subject to multiple errors [155]–[157]. For example: when 
it cannot be confirmed that fluorescence is being expressed in a small tumor region within a large 
volume of tissue, the small fluorescent tumor region could easily go unnoticed as it is not 
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possible to sample the whole volume. Even if a relatively small tumor biopsy of 1 cm
2
 is taken, it 
would take 2500 cuts to have 4 µm sections, which can be completely impractical [158]. A 
Raman spectroscopy probe [159] that was developed in the Laboratory of Radiological Optics is 
currently used in clinical cases at the Neuro to differentiate between cancer and normal tissue. 
During a clinical case, when a Raman probe measurement is obtained, a biopsy sample is taken 
from the same tissue interrogation site. Thus, in this thesis it is proposed that when biopsy 
samples are collected for histopathological analysis, an image of the Raman spectroscopy probe 
in the microscope field of view is taken with the imaging system presented in this thesis. This 
would help to relate the location of a biopsy with pixels in the brain image. Nevertheless, during 
this project, it wasn’t possible to do a correlation between Raman and autofluorescence 
measurements because more clinical cases are necessary in order to obtain more data.  
6.4 Future applications 
An additional application for the fluorescence imaging system presented in this thesis is the 
possibility of detecting exogenous fluorescence markers linked with molecules (e.g. antibodies, 
peptides) with high affinity to proteins over-expressed in cancer cells. Each fluorophore can 
provide different information about the tissue characteristics to determine the extent of  cancer 
[24].  For instance, Indocyanine Green is widely used in angiography to trace arteries and veins 
[72], and in tumor brain surgery it can help to look more easily at veins and highly vascularized 
tumors [160]. To excite a particular fluorophore, a fiber-coupled high-power laser diode at a 
fixed wavelength could be connected to the projector to replace the current illumination source. 
On the other hand, spatial frequency domain images (SFDI) can provide a quantitative 
estimate of absorption and scattering coefficients to be able to correct the intensity of 
fluorescence images to afford quantification of fluorophore concentrations during brain surgery 
[161]. With the existing configuration of the through-microscope phase-shifting profilometry 
system presented here, sinusoidal patterns of variable spatial frequency and phase could be 
projected to determine μa and μ's coefficients through the SFDI technique [42]. Under the 
assumption that the optical properties set the degree of image blurring at a specific spatial 
frequency, Monte-Carlo simulations of image analysis and the standard diffusion theory [162] 
can be used to extract the absorption and diffusion coefficients. Next, these values are used in the 
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qFI (wide-field quantitative fluorescence imaging) model reported in [161] to quantify the 
intensity of fluorescence images. 
Alternatively, with optical property values recovered pixel-by-pixel in an image, 
scattering maps of tissue could be created, as demonstrated by Kanick et al. [163]. Since 
scattering is related to tissue structure at the cellular level, i.e., the size and shape of cellular 
components, it is suggested that a change in the structural characteristics of tissue impacts on the 
degree of scattering [164]–[171]. Moreover, scattering spectroscopy has already been used in 
cancer diagnosis [172]–[176] and to identify tumor margins in surgical procedures [177]–[179]. 
CONCLUSION 
This thesis was dedicated to the design, fabrication and testing of a new wide-field spectroscopic 
imaging system that is seamlessly integrated onto a neurosurgical microscope. The new system is 
capable of obtaining through-microscope 3D surface reconstructions and to detect the intrinsic 
fluorescence and diffuse reflectance of brain tissue. 
In order to perform profilometry measurements and detection of intrinsic fluorescence, 
each of the optical and mechanical components of the system were designed, assembled and 
characterized. In addition, software was developed for visualizing and saving hyperspectral 
images in real time and to project fringe patterns. In summary, a projection module (consisting of 
a DLP) and a detection module (including an imaging bundle with a high sensitivity EMCCD and 
a LCTF) were coupled to separate optical paths of the binocular structure of the neuromicroscope 
used to provide the surgeon with stereoscopic depth. Spatially-modulated patterns of 4 by 3 cm 
were projected in the microscope field of view to carry out 3D reconstructions of calibration 
objects of known dimensions; and the accuracy of 3D surface reconstructions with the system 
was estimated to be 0.3 mm (precision = 0.6 mm). In addition, a solid phantom simulating the 
optical properties of human brain tissue was also well reconstructed. 
This hyperspectral setup was then used for recording and displaying the autofluorescence 
signature of brain tissue; first, from animal tissue, where gray and white matter showed different 
fluorescence intensities. Then, in vivo testing was performed on patients with a brain tumor 
during neurosurgical procedures at the Montreal Neurological Institute and Hospital. The data 
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were obtained during two imaging sessions in each clinical case to compare the fluorescence 
intensity in tissue at the beginning and at the end of the surgery. Each imaging session lasted two 
minutes, without significantly affecting the course of the surgery. The spectral shape of brain 
autofluorescence was obtained pixel-by-pixel with a fluorescence normalization algorithm 
developed during this PhD. This algorithm corrects the light attenuation on the images caused by 
the tissue optical properties. Preliminary image data suggested that the intrinsic fluorescence 
intensity in tissue is lower at the beginning of the surgery, when tumor is fully exposed, 
compared to the fluorescence intensity at the end of the surgery when tumor has been extirpated. 
Finally, this setup will soon be used in a series of brain cancer surgeries at the Neuro to 
create 3D maps of the tissue surface containing information of tissue autofluorescence; and later, 
to extract and geometrically correct the brain optical properties. The imaging system also has the 
potential to detect some other fluorophores and to quantitatively assess their concentrations 
which could improve cancer detection during brain tumor surgeries in the near future. 
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APPENDIX A – TECHNICAL SPECIFICATIONS OF SYSTEM COMPONENTS 
Table A-1: Technical specifications of the NUVU camera [180]. 
Maximum available EM (electron 
multiplication) gain 
5000 
Readout noise through: 
EM channel with electron multiplication 
Conventional channel 
 
< 0.1ē @ 20 MHz 
3ē @ 100 kHz 
Vertical clock speed EM 0.3 − 5 μs 
Conv 0.3 − 5 μs 
Dark current 
(All operating modes) 
 
0.0002 ē/pixel/s 
Clock-induced charges 0.001 ē/pixel/frame 
Charge transfer efficiency > 0.999993 
Single photon detection  
probability (EM gain = 5000) 
 
> 91% 
 
Imaging area 512 × 512 pixels 
16 μm × 16 μm pixel area 
8.19 mm × 8.19 mm 
effective area 
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Table A-2: Technical information of the single mode laser source coupled to the projector. 
Type of laser Single mode 
Fiber optic output Single mode 
Core diameter ~3 µm and 
NA 0.12 
Beam diameter 2 mm using Thorlabs collimator  (FC220APC-
633) 
Beam angle (collimated) ~0.45 mrad 
Output power (out of single mode fiber) >= 100 mW 
Wavelength Red (638 nm) 
Fiber connector FC/APC 
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APPENDIX B – HEIGHT MEASUREMENTS WITH A SINGLE MODE VS. A MULTIMODE LASER 
Table B-1: Depth measurements obtained from patterns projected by a single mode laser.  
Real height (cm) Computed height (cm) Standard deviation (cm) Relative error 
0.150 0.159 0.056 0.060 
0.300 0.314 0.057 0.046 
0.400 0.410 0.058 0.026 
0.500 0.508 0.059 0.016 
0.600 0.613 0.048 0.022 
0.750 0.805 0.045 0.073 
0.800 0.822 0.069 0.027 
0.900 0.925 0.071 0.028 
1.000 1.019 0.053 0.019 
1.200 1.233 0.067 0.028 
1.400 1.414 0.047 0.010 
1.500 1.504 0.079 0.003 
1.600 1.650 0.063 0.031 
1.800 1.866 0.046 0.037 
2.000 2.079 0.053 0.039 
2.100 2.149 0.083 0.023 
2.200 2.274 0.045 0.034 
2.400 2.435 0.040 0.015 
2.500 2.478 0.069 0.009 
2.600 2.600 0.041 0.000 
2.700 2.674 0.076 0.010 
2.800 2.837 0.028 0.013 
3.000 2.903 0.043 0.032 
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Table B-2: Reconstruction of steps with different heights using a multimode source for the projection. 
Real height (cm) Computed height (cm) Standard deviation (cm) Relative error 
0.200 0.217 0.067 0.084 
0.300 0.352 0.084 0.174 
0.400 0.431 0.057 0.077 
0.500 0.557 0.079 0.114 
0.600 0.644 0.038 0.073 
0.800 0.852 0.037 0.065 
0.900 1.006 0.051 0.118 
1.000 1.079 0.032 0.079 
1.200 1.308 0.037 0.090 
1.400 1.531 0.036 0.094 
1.500 1.659 0.057 0.106 
1.600 1.745 0.041 0.091 
1.800 1.969 0.044 0.094 
2.000 2.220 0.057 0.110 
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APPENDIX C – IN VIVO TISSUE AUTOFLUORESCENCE 
C.1 Fluorescence normalization algorithm 
The first spectrometers measured the transmitted light from the sample T through a medium containing a chromophore (this medium 
was non-scattering) by applying the Beer-Lambert law [181] as:      
T =  =        (C-1)  
where:  
ε: extinction coefficient of the chromophore 
C: chromophore concentration 
l: path length factor 
µa: absorption coefficient 
 
For a scattering medium, such as biological tissue and following the Beer-Lambert law, a scattering factor can be added to the variable 
T, such that (µa + µ’s) is the total linear attenuation coefficient [182]:  
          =      (C-2) 
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where:  
ε: extinction coefficient of the chromophore 
C: chromophore concentration 
µ’s: tissue scattering coefficient 
l: path length factor 
 
In the literature µ’s is defined as ; with specific values of a (cm
-1
) = 24.2 and b = 1.611 for brain tissue [181]. 
If we consider that the main chromophores that absorb light strongly in the brain and that significantly affect the intensity of the 
transmitted light through the sample (T) are oxy- and deoxyhemoglobin at different concentrations, together with the level of scattering 
in the tissue, then:  
         (C-3) 
where: 
l = 1 (it is constant pixel-by-pixel along the image  [183]) 
C = concentration  
HbO  = oxyhemoglobin 
HbR  = deoxyhemoglobin 
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= extinction coefficients for the emission wavelengths  
  = emission wavelengths = 550:720 nm with 4 nm steps. 
 
The -log10 of the white light reflectance intensities ( ) – already spatially and spectrally calibrated – at the different emission 
wavelengths provides an estimate of the tissue absorbance, this is: 
        (C-4) 
       
       (C-5) 
   
Then from Eq. C-3: 
                (C-6) 
It can be suggested that the fluorescence signal (raw fluorescence data that have undergone all the stages of spatial and spectral 
calibration, FR) captured by the imaging system contains the real intensity of the fluorophore of interest at a specific concentration (Fc) 
and also information of the transmittance factor (T) through the tissue.  
     FR = Fc( ) 𝗑 T( )          (C-7) 
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The excitation source at 405 nm (Iex) could also be included in Eq. C-7. However, to simplify the analysis, the term Iex was not taken 
into account after having done a spatial calibration on the images; since it is considered that Iex illuminates homogenously the tissue, 
therefore, the contribution of Iex to the overall emission signal at each pixel may perhaps not make a big difference among pixels. 
From Eq. C-7, the corrected fluorescence FC is: 
                (C-8) 
And, since   
         (C-9) 
           (C-10) 
and since , the equation applied in this thesis to correct fluorescence emission spectra directly with 
white light reflectance images is: 
       (C-11) 
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To confirm that the information in each pixel is due to the tissue response and not to specular reflections, it is checked whether the 
spectrum in each pixel follows the shape of the absorption spectrum of blood. As explained above, the absorption spectrum for each 
pixel can be retrieved as .  
C-2 In vivo clinical data 
In the following images, it is displayed individually the spectra recorded at nine different interrogation points in brain tissue at the 
beginning of a surgery, and another group of nine spectra from the end of the same surgery. The point where each spectral signature is 
taken from is indicated as a datatip on an image next to each spectrum plot. Each plot includes normalized signals (intensities between 
0 and 1) of: (a) white light reflectance; (b) raw fluorescence; and, (c) corrected fluorescence. Signals (a) and (b) have already 
undergone a spectral and spatial calibration and signal (c) is the fluorescence signal retrieved by combining (a) and (b) after applying 
the fluorescence normalization algorithm explained in section 5.1.1.2. 
At the end, Figure C-1 shows a measurement of the possible extent of bleed-through leaking into the emission wavelengths of brain 
tissue autofluorescence. The same image analysis that was carried out on brain tissue was also done for a Spectralon diffuse reflectance 
standard to obtain the spectrum in Figure C-1. 
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i. Fluorescence images from the beginning of the surgery 
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ii. Fluorescence images from the end of the surgery 
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iii. Evaluation of bleed-through from the fluorescence excitation source 
 
Figure C-1: The plot represents nine signals for different image coordinates of a Spectralon when it was under blue illumination with 
the microscope source. These signals indicate the amplitude and spectral shape of bleed-through from the excitation source that could 
possibly be present in in vivo autofluorescence signals of the brain. 
